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RULE
Department of Health and Hospitals
Office of Public Health

Effective February 20, 1993, the Department of Health and Hospitals, Office of Public
Health, Sanitarian Services Section, Food and Drug Unit hereby adopts the following Rule
pertaining to the Regulation of Tanning Facilities and Equipment:

49:8.0000 PURPOSE AND SCOPE

1. These regulations provide for the registration, certification and regulation of facilities and
equipment which employ ultraviolet and other lamps for the purpose of tanning the skin of the
living human body through the application of ultraviolet radiation.

2. The current statutory provisions in LSA R.S. 40:2701 through 2719 as enacted by Act No.
587 of 1990 indicates that the owner or proprietor of each Atanning parlor facility@ must apply
for a certificate of registration as well as a separate permit from the Department of Health and
Hospitals. In order to implement Act No. 587 of 1990 efficiently, and to accomplish the
desired regulatory results in the best interest of the public health, the Department will require a
single application to register and obtain a permit for each Atanning parlor facility@ in the state.
Upon completion of processing, which includes inspection of each such facility by a Department
employee, only a single certificate of registration and permit will be issued. The combined
instrument will expire at midnight on the date specified on the face of the document, and it must
be renewed annually, as further specified in these regulations.

3. Nothing in these regulations shall be interpreted as limiting the intentional exposure of
patients to ultraviolet radiation for the purpose of treatment or therapy other than skin tanning,
provided such treatment or therapy is supervised by a licensed practitioner of the healing arts
in the lawful practice of their profession, in accordance with the requirements of their
professional licensing board to prescribe and supervise such treatment.

4. These regulations will become part of the Food, Drug and Cosmetic Laws and Regulations,
otherwise known as the ARed Book@.

49:8.0010 AUTHORITY

These regulations are promulgated under authority of the Tanning Facility Regulation Act
comprising LSA R.S. 40:2701 through 2719 (Act No. 587 of 1990).

49:8.0020 DEFINITIONS

Act - Tanning Facility Regulation Act unless the text clearly indicates a different



meaning. All definitions and interpretations of terms given in the Act shall be applicable also to
such terms when used in these regulations.

Authorized Agent - an employee of the department designated by the state health officer
to enforce the provisions of the Act. The responsibility for implementing the provisions of the
Act has been assigned to the Food and Drug Unit of the Office of Public Health of the
Department of Health and Hospitals.

Consumer - any individual who is provided access to a tanning facility which is required
to be registered pursuant to provisions of these regulations.

Department - the Department of Health and Hospitals.

Formal Training - a course of instruction approved by the department and presented
under formal classroom conditions by a qualified expert possessing adequate knowledge and
experience to offer a curriculum, associated training, and certification testing pertaining to and
associated with the correct use of tanning equipment.

Individual - any human being.

Operator - any individual designated by the registrant to operate or to assist and instruct
the consumer in the operation and use of the tanning facility or tanning equipment.

Persons - any individual, corporation, partnership, firm, association, trust, estate, public
or private institution, group, agency, political subdivision or agency thereof, and any legal
successor, representative, agent, or agency of these entities.

Phototherapy Device - a piece of equipment that emits ultraviolet radiation and is used
by a licensed health care professional in the treatment of disease.

Registrant - any person who has filed for and received a certificate of registration-permit
issued by the department as required by provisions of these regulations.

Secretary - The secretary of the Department of Health and Hospitals.

State Health Officer - the employee of the department who is the chief health care
official of the state as provided for in R.S. 40:2.

Tanning Equipment - ultraviolet or other lamps and equipment containing such lamps
intended to induce skin tanning through the irradiation of any part of the living human body with
ultraviolet radiation.

Tanning Facility - any location, place, area, structure, or business which provides
consumers access to tanning equipment. For the purpose of this definition, tanning equipment.
For the purpose of this definition, tanning equipment registered to different persons at the same
location and tanning equipment registered to the same persons, but at separate locations, shall



constitute separate tanning facilities.

Tutor - a person appointed to have the care of the person of a minor and the
administration of his or her estate.

Ultraviolet Radiation - electromagnetic radiation with wavelengths in air between 200
nanometers and 400 nanometers.

49:8.0030 EXEMPTIONS

1. As provided in LSA R.S. 40:2704, any person is exempt from the provisions of these
regulations to the extent that such person:
(a) Uses equipment which emits ultraviolet radiation incidental to its normal
operation.
(b) Does not use the equipment described in paragraph
(1) of this subsection to deliberately expose parts of the living human body to
ultraviolet radiation for the purpose of tanning or other treatment.

2. Any physician licensed by the Louisiana State Board of Medical Examiners is exempt
from the provisions of these regulations and is authorized to use a phototherapy device or other
medical diagnostic and the therapeutic equipment which emits ultraviolet radiation.

3. Any individual is exempt from the provisions of these regulations to the extent that such
individual owns tanning equipment exclusively for non-commercial use.

4. Tanning equipment while in transit or storage incidental thereto is exempt from the
provisions of these regulations.

49:8.0040 CERTIFICATE OF REGISTRATION - PERMIT

1. Each person owning or operating a tanning facility or facilities within the State of
Louisiana shall apply for a certificate of registration - permit for each such facility or facilities
no later than April 1, 1992.

2. The application for a certificate of registration - permit required above shall be made on
forms provided by the department and shall contain all the information required by such forms
and any accompanying instructions.

3. The application for certificate of registration - permit shall include the information
required in LSA R.S. 40:2705 (D) .

4. A fee of $150 shall accompany each initial application for a certificate of registration -
permit. Make check or money orders payable to the Food and Drug Unit/Department of Health
and Hospitals.



5. Each tanning facility operating within the state for which an application for registration -
permit and fee has been received by the department shall be issued a temporary registration-
permit until such time that an inspection of the tanning facility and equipment can be made and it
is determined that a permanent registration- permit to operate can be issued.

49:8.0050 ISSUANCE OF CERTIFICATE OF REGISTRATION - PERMIT

1. A certificate of registration- permit shall be issued upon receipt of an application
provided that no certificate of registration - permit be issued until inspection has been made of
the tanning facility and it has been found to be operating in compliance with the provisions of
the Act and these regulations.

2. The certificate of registration - permit shall be displayed in an open public area of the
tanning facility.

3. An annual certificate of registration - permit shall be issued upon receipt of an
application
of forms provided by the department for this purpose and required renewal fees.

4. A certificate of registration- permit shall be issued only to the person or persons
responsible for the operations of the tanning facility and shall not be transferable.

49:8.0060 RENEWAL OF CERTIFICATE OF REGISTRATION- PERMIT

1. The registrant shall file applications for renewal of certificate of registration- permit on
forms provided by the department. The application shall be sent to the mailing address of the
principal registrant listed on the last application for registration - permit submitted.

2. An annual renewal fee of $110 shall accompany each annual renewal. Make check or
money order payable to the Food and Drug Unit/Department of Health & Hospitals.

3. Provided that a registrant files an application with the department in proper form not less
than thirty days prior to the expiration date stated on the certificate of registration - permit, the
certificate shall not expire pending final action on the application by the department.

49:8.0070 REPORT OF CHANGES

The registrant shall notify the department in writing before making any changes which would
render the information contained in the application for certificate of registration - permit
inaccurate. Notification of changes shall include information required by LSA R.S. 40:2705 (D)
1,2,3,4,6.

49:8.0080 TRANSFER OF CERTIFICATE OF REGISTRATION - PERMIT

No certificate of registration - permit may be transferred from one person to another or from one
tanning facility to another tanning facility.



49:8.0090 PROHIBITED ACTS; ADVERTISEMENT

1. A tanning facility may not claim or distribute promotional materials that claim use of a
tanning device is safe or free from risk.

2. No person shall state or imply that any activity under such certificate of registration-
permit has been approved by the department.

3. No person or tanning facility may claim health benefits from the use of a tanning device
unless such claims have been approved in advance by the state health officer.

49:8.0100 DENIAL, SUSPENSION, OR REVOCATION OF A CERTIFICATE
OF REGISTRATION - PERMIT

A. The department may deny, suspend, or revoke a certificate of registration - permit applied
for or issued pursuant to these regulations:

(1) For any material false statement in the application for certificate of registration -
permit or in any statement of fact required by provisions of this Chapter.

(2) Because of conditions revealed by the application or any report, record,
inspection or other means which would warrant the department to refuse to grant
a certificate of registration - permit on an original application.

3) For operation of the tanning facility in a manner that causes or threatens to cause
hazard to the public health or safety.

(4) For failure to allow authorized representatives of the department to enter the
tanning facility during normal business hours for the purpose of determining
compliance with the provisions of these regulations, the Tanning Facility
Regulation Act, conditions of the certificate of registration - permit, or an order of
the department.

®)) For violation of or failure to observe any of the terms and conditions of the
certificate of registration, the provisions of this Chapter, or an order of the
department.

(6) Failure to pay a certificate of registration - permit fee or annual renewal fee.

(7) The registrant obtained or attempted to obtain a certificate of registration - permit
by fraud or deception.

(8) The operation of a tanning facility without a valid certificate of registration -
permit or the continued operation after a certificate has been revoked or
suspended, shall constitute a violation of these regulations. Each day of
noncompliance shall constitute a separate violation.



B. Except in cases of willful disregard for the public health and safety, prior to the
institution of proceedings for suspension or revocation of a certificate of registrant -
permit, the agency shall:

(1) Call to the attention of the registrant in writing, the facts or conduct which may
warrant such actions.

(2) Provide reasonable and sufficient opportunity for the registrant to demonstrate or
achieve compliance with all lawful requirements.

C. The department may deny a certificate of registration - permit or suspend or revoke a
certificate of registration - permit after issuance only in accordance with the
Administrative Procedure Act.

D. The department may terminate a certificate of registration - permit upon receipt of a
written request for termination from the registrant.

49:8.0110 COMPLIANCE WITH FEDERAL AND STATE LAW

1. Tanning devices used by a tanning facility shall comply with 21 Code of Federal
Regulations (CFR) Part 1040.20 ASunlamp products and ultraviolet lamps intended for use in
sunlamp products.@

2. Except as otherwise ordered or approved by the department, each tanning facility shall be
constructed, operated, and maintained in accordance with the requirements of LSA R.S. 40:2710
through 40:2714.

49:8.0120 WARNING SIGNS REQUIRED

1. The registrant shall conspicuously post the warning sign described in Subsection 2 of
these regulations within three feet of each tanning station and in such a manner that the sign is
clearly visible, not obstructed by any barrier, equipment or other object, and can be easily
viewed by the consumer before energizing the tanning equipment.

2. The sign required by this Section shall be printed in upper and lower case letters which
are at least one- half inch and one-quarter inch in height, respectively, and shall contain the
following warnings:

DANGER - ULTRAVIOLET RADIATION

Follow instructions.

S Avoid overexposure. As with natural sunlight, repeated exposure to ultraviolet radiation
can cause chronic sun damage characterized by premature aging of the skin, wrinkling, dryness,
fragility and bruising of the skin, and skin cancer.



S Wear protective eyewear.

FAILURE TO USE PROTECTIVE EYEWEAR MAY RESULT IN SEVERE
BURNS OR PERMANENT INJURY TO THE EYES.

S Medications or cosmetics may increase your sensitivity to the ultraviolet radiation.
Consult a physician before using sunlamp or tanning equipment if you are using medications or
have a history of skin problems or believe that you are especially sensitive to sunlight. Pregnant
women or women taking oral contraceptives who use this product may develop discolored skin.

IF YOU DO NOT TAN IN THE SUN, YOU ARE UNLIKELY TO TAN FROM THE USE
OF ULTRAVIOLET RADIATION OF TANNING EQUIPMENT.

49:8.0130 TANNING EQUIPMENT STANDARDS

Equipment used in tanning facilities shall conform to the standards set forth in LSA R.S. 40:2711
(A) through (D) as well as the following:

Tanning equipment booths or rooms shall be of rigid construction. Wall surfaces within booths
or rooms shall be easily cleanable and shall be kept clean at all times. Ceilings, where provided,
shall be easily cleanable and shall be kept clean. Floors within tanning equipment booths or
rooms shall be constructed of readily cleanable materials including, but not limited to, vinyl tile,
sheet vinyl, quarry tile, glazed brick, short pile carpet or rugs, or other suitable material. Floors
shall be kept clean and in good repair at all times.

49:8.0140 REQUIREMENTS FOR STAND-UP BOOTHS

Tanning booths designed for stand-up use shall also comply with the requirements of LSA R.S.
40:2712.

49:8.0150 POTABLE WATER SUPPLY; SANITARY FACILITIES; SEWAGE
AND WASTE DISPOSAL
1. Each tanning facility shall provide an ample supply of potable hot and cold water, under

pressure for drinking, cleansing, washing or other purposes. Such water supply shall not be
cross connected to any other supply.

2. Each tanning facility shall provide toilet and hand washing facilities according to
requirements of Chapter XIV, Table 14:098, of the State Sanitary Code and each toilet shall be
furnished with toilet tissue. The facilities shall be maintained in a sanitary condition and kept in
good repair at all times. Doors to toilet rooms shall be self-closing. Toilet rooms shall be well
lighted and ventilated.

3. Sewage disposal shall be made in a sewerage system or by other means approved by the
State Health Officer.



49:8.0160 RUBBISH AND TRASH DISPOSAL

Rubbish, trash, and other debris including used or burned out light bulbs shall be so conveyed ,
stored and disposed of as to minimize the development of odor and to prevent harborage of
vermin.

49:8.0170 OPERATIONAL REQUIREMENTS
A. Each tanning facility must be operated under the requirements set forth by R.S. 40:2713.

B. Each tanning facility shall establish and adhere to effective procedures for cleaning and
sanitizing each tanning bed or booth as well as protective eyewear before and after use of such
equipment by each consumer.

49:8.0180 INFORMATION PROVIDED TO CONSUMERS, WARNINGS

A. Each tanning facility operator shall provide each consumer, prior to initial exposure, a
written warning statement as required by R.S. 40:2714(A). Such warning statements shall be
signed by each consumer and maintained permanently on file at the tanning facility. A copy of
the signed warning statement shall be given to each consumer. Copies of such warning
statement shall be available for review during inspections by duly authorized agents of the state
health officer. The written warning statement shall warn that:

1. failure to use eye protection provided to the customer by the tanning facility may
result in damage to the eyes;

2. overexposure to ultraviolet light causes burns;

3. repeated exposure may result in premature aging of the skin and skin cancer;

4. abnormal skin sensitivity or burning may be caused by reactions of ultraviolet
light to certain:

a. foods

b. cosmetic

c. medications, including tranquilizers, diuretics, antibiotic, high blood pressure
medicines, and oral contraceptives;

5. any person taking a prescription or over-the-counter drug should consult a physician
before using a tanning device;

o

a person should not sunbathe before or after exposure to ultraviolet radiation from
sunlamps.



B. Consumer warning statements acknowledged by each consumer by signature prior to
initial exposure shall be maintained on file within the tanning facility and shall be made readily
available for review by authorized agents of the Department of Health and Hospitals, Office of
Public Health.

C. The registrant shall submit to the department a written report of actual or alleged injury
from the use of registered tanning equipment within five working days after occurrence or notice
thereof as required by LSA R.S. 40:2714(D). The report shall include:

1. The name of the affected individual.

2. The name, location, and number of the certificate of registration - permit for the tanning
facility and identification of the specific tanning equipment involved, including the name, model

number, date of manufacture and type of lamp (s).

3. The nature of the actual or alleged injury, as well as the complete name, address and
telephone number of any doctor visited for medical attention.

4. Any other information relevant to the actual or alleged injury, including the date and
duration of exposure.

49:8.0200 PROVISIONS FOR MINORS

Before any person between 14 and 18 years of age uses a tanning device, the tanning facility
shall secure a statement signed at the tanning facility by the person’s parent or tutor stating that
the parent or tutor has read and understood the warnings given by the tanning device, and agrees
that the minor will use the protective eyewear that the tanning facility provides. A person under
14 years of age shall be accompanied by a parent or tutor when using a tanning device.

49:8.0210 REPLACEMENT OF ULTRAVIOLET LAMPS, BULBS, FILTERS

Defective and burned out lamps, bulbs, or filters shall be replaced in accordance with LSA R.S.
40:2714(F) and (G).

49:8.0220 TANNING EQUIPMENT OPERATOR TRAINING

1. The registrant shall certify that all tanning equipment operators are adequately trained in
at least the following:

(a) the requirements of these regulations.
(b)  procedures for correct operation of the tanning facility and tanning equipment.
(©) recognition of injury or overexposure to ultraviolet radiation.

(d) the tanning equipment manufacturer’s procedures for operation and maintenance



of the tanning equipment.

(e) the determination of skin type of consumers and appropriate determination of
duration of exposure to registered tanning equipment.

) Emergency procedure to be followed in case of injury.

2. Effective April 1, 1993 the registrant shall limit the operation of tanning equipment to
persons who have successfully completed formal training courses which cover the
provisions of Part 1 of this Subsection, and have been approved by the department.

3. The registrant shall maintain a record of operator training required in Part 2 of this
Subsection for inspection by authorized representatives of the department.

49:8.0230 INSPECTIONS BY DEPARTMENT

1. In order to effect the enforcement of these regulations, officers or employees duly
authorized by the department or the State Health Officer, after making reasonable request, may
enter any registered or unregistered tanning facility and inspect all tanning booths, rooms,
tanning equipment, tanning devices, consumer records, and any other materials used in the
tannin facility.

2. No tanning facility registrant, owner, or operator shall refuse this reasonable inspection
request, without being subjected to provisions of 49:8. 0100A (4) of these regulations.

49:8.0240 PENALTIES; CRIMINAL PENALTY; INJUNCTION

Criminal Penalties or Injunctions may be imposed upon a tanning facility operator as provided
by 40:2716 and 40:2717 of the Act.

49:8.0250 COMMUNICATIONS WITH THE DEPARTMENT,
DEPARTMENT ADDRESS

Applications for registration and/or permit, reports, notifications and other communications
required by these regulations shall be directed to the Department of Health and Hospitals, Office
of Public Health, Food & Drug Unit, 6867 Bluebonnet Boulevard, Baton Rouge, LA 70810



APPENDIX A.
LSA R.S. 40: §2701 - 2719

CHAPTER 27. TANNING FACILITY REGULATION
§2701. Short title
This Chapter may be cited as the “Tanning Facility Regulation Act”.
Acts 1990, No. 587, §1, eff. July 19, 1990.

§2702. Legislative findings
The legislature finds and declares:

(1) Many physicians and scientists warn that the risks associated with suntanning are greater
when tanning with artificial ultraviolet light.

(2) These risks include but are not limited to sunburn, premature aging, skin cancer, retinal
damage, formation of cataracts, suppression of the immune system, and damage to the vascular
system.

(3) Certain medications, cosmetics, and foods are “photosensitizing”, which means that in some
people they react unfavorably to ultraviolet light, producing skin rashes or burns.

(4) Sunlamps and other artificial sources of ultraviolet light are known to intensify these effects.

(5) The enactment of state laws to regulate tanning facilities will protect and promote the public
health, safety, and welfare of citizens who tan using artificial ultraviolet light.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2703. Definitions
As used in this Chapter, these terms shall have the following meanings:

(1) “Authorized agent” means an employee of the department designated by the state health
officer to enforce the provisions of this Chapter.

(2) “Consumer” means any individual who is provided access to a tanning facility which is
required to be registered pursuant to provisions of this Chapter.

(3) “Department” means the Department of Health and Hospitals.
(4) “Individual” means any human being.

(5) “Operator” means any individual designated by the registrant to operate or to assist and
instruct the consumer in the operation and use of the tanning facility or tanning equipment.



(6) “Persons” means any individual, corporation, partnership, firm, association, trust, estate,
public or private institution, group, agency, political subdivision of this state, any other state, or
political subdivision or agency thereof, and any legal successor, representative, agent, or agency
of these entities.

(7) “Phototherapy device” means a piece of equipment that emits ultraviolet radiation and is
used by a licensed health care professional in the treatment of disease.

(8) “Registrant” means any person who is registered with the department as required by
provisions of this Chapter.

(9) “Registration” means registration with the department in accordance with the provisions of
this Chapter.

(10) “State health officer” means the employee of the department who is the chief health care
official of the state as provided for in R.S. 40:2.

(11) “Tanning equipment” means ultraviolet or other lamps and equipment containing such
lamps intended to induce skin tanning through the irradiation of any part of the living human
body with ultraviolet radiation.

(12) “Tanning facility” means any location, place, area, structure, or business which provides
consumers access to tanning equipment. For the purpose of this definition, tanning equipment
registered to different persons at the same location and tanning equipment registered to the same
person, but at separate locations, shall constitute separate tanning facilities.

(13) “Ultraviolet radiation” means electromagnetic radiation with wavelengths in air between
two hundred nanometers and four hundred nanometers.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.

§2704. Exemptions

A. Any person is exempt from the provisions of this Chapter to the extent that such person:
(1) Uses equipment which emits ultraviolet radiation incidental to its normal operation.

(2) Does not use the equipment described in Paragraph (1) of this Subsection to deliberately
expose parts of the living human body to ultraviolet radiation for the purpose of tanning or other
treatment.

B. Any physician licensed by the Louisiana State Board of Medical Examiners is exempt from
the provisions of this Chapter and is authorized to use a phototherapy device or other medical
diagnostic and therapeutic equipment which emits ultraviolet radiation.

C. Any individual is exempt from the provisions of this Chapter to the extent that such
individual owns tanning equipment exclusively for noncommercial use.

D. Tanning equipment while in transit or storage incidental thereto is exempt from the
provisions of this Chapter.



Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2705. Registration

A. Each person operating a tanning facility on January 1, 1991, shall register the facility under
this Chapter no later than March 1, 1991.

B. Each person acquiring or establishing a tanning facility after January 1, 1991, shall register
the facility under this Chapter prior to beginning operation of such a facility.

C. The application required in Subsections A and B of this Section shall be submitted on forms
provided by the department and shall contain all the information required by such forms and any
accompanying instructions.

D. The department shall require at least the following information on the forms provided for
applying for registration of tanning facilities:

(1) Name, physical address, mailing address, and telephone number of the facility where the
tanning equipment is being utilized.

(2) Name, mailing address, and telephone number of each owner of the tanning facility.

(3) Name of each tanning facility operator with a certification of each operator's training as
provided in R.S. 40:2714(H).

(4) Each manufacturer, model number, serial number, and type of ultraviolet lamps or tanning
equipment located at the tanning facility.

(5) Name of each tanning equipment supplier, installer, and service agent.

(6) The geographic areas of the state to be covered, if the application is for a mobile tanning
facility.

(7) Copies of any posted warnings or notices which are not required by this Chapter but which
address the safe or proper use of tanning equipment and protective devices.

(8) Copies of the consent forms and statements which the consumer will be required to sign
pursuant to R.S. 40:2714(A).

(9) Procedures which each operator will be required to follow for the safe use of tanning
equipment to include:

(a) Instructions to the consumer.

(b) Use of protective eyewear.

(c) Suitability of prospective consumers for tanning equipment use.
(d) Determination of duration of tanning exposures.

(e) Periodic testing of tanning equipment and timers.



(f) Handling of complaints of injury from consumers.
(g) Records to be maintained on each consumer.
(h) Sanitizing tanning equipment.

(10) Certification that the applicant has read and understands the requirements of this Chapter,
such certification to be signed and dated by the manager of the facility and the owner of the
tanning facility.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2706. Certificate of registration

A. Upon determination that an application meets the requirements of this Chapter, the
department shall issue a certificate of registration.

B. Each certificate of registration shall expire at midnight on the expiration date stated thereon.

C. The registrant shall file applications for renewal in accordance with regulations promulgated
by the department.

D. Provided that a registrant files an application with the department for renewal in proper form
not less than thirty days prior to the expiration date stated on the certificate of registration, such
certificate of registration shall not expire pending final action on the application by the
department.

E. The registrant shall notify the department in writing before making any change which would
render the information contained in the application for registration or the certificate of
registration no longer accurate.

F. No certificate of registration may be transferred from one person to another person or from
one tanning facility to another tanning facility.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2707. Prohibited acts; advertisement

A tanning facility may not claim or distribute promotional materials that claim use of a tanning
device is safe or free from risk. No person shall state or imply that any activity under such
registration has been approved by the department.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2708. Denial, suspension, or revocation of a certificate

A. The department may deny, suspend, or revoke a certificate of registration applied for or
issued pursuant to this Chapter:

(1) For any material false statement in the application for registration or in any statement of fact
required by provisions of this Chapter.



(2) Because of conditions revealed by the application or any report, record, inspection, or other
means which would warrant the department to refuse to grant a certificate of registration on an
original application.

(3) For operation of the tanning facility in a manner that causes or threatens to cause hazard to
the public health or safety.

(4) For failure to allow authorized representatives of the department to enter the tanning facility
during normal business hours for the purpose of determining compliance with the provisions of
this Chapter, conditions of the certificate of registration, or an order of the department.

(5) For violation of or failure to observe any of the terms and conditions of the certificate of
registration, the provisions of this Chapter, or an order of the department.

B. Except in cases of willful disregard for the public health and safety, prior to the institution of
proceedings for suspension or revocation of a certificate of registration, the agency shall:

(1) Call to the attention of the registrant, in writing, the facts or conduct which may warrant
such actions.

(2) Provide reasonable opportunity for the registrant to demonstrate or achieve compliance with
all lawful requirements.

C. The department may deny a certificate of registration or suspend or revoke a certificate of
registration after issuance only in accordance with the Administrative Procedure Act.

D. The department may terminate a certificate of registration upon receipt of a written request
for termination from the registrant.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2709. Compliance with federal and state law

A tanning device used by a tanning facility shall comply with all applicable federal laws and
regulations. Except as otherwise ordered or approved by the department, each tanning facility
shall be constructed, operated, and maintained in accordance with the requirements of R.S.
40:2710 through 2714.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2710. Warning signs

A. The registrant shall post the warning sign described in Subsection B of this Section within
three feet of each tanning station and in such manner that the sign is clearly visible, not
obstructed by any barrier, equipment, or other object, and can be easily viewed by the consumer
before energizing the tanning equipment.

B. The sign required by this Section shall be printed in upper and lower case letters which are at
least one-half inch and one-quarter inch in height, respectively, and shall contain the following
warnings:



“DANGER - ULTRAVIOLET RADIATION
- Follow instructions.

- Avoid overexposure. As with natural sunlight, repeated exposure to ultraviolet radiation can
cause chronic sun damage characterized by premature aging of the skin, wrinkling, dryness,
fragility and bruising of the skin, and skin cancer.

- Wear protective eyewear.
FAILURE TO USE PROTECTIVE EYEWEAR MAY RESULT IN
SEVERE BURNS OR PERMANENT INJURY TO THE EYES.

- Medications or cosmetics may increase your sensitivity to the ultraviolet radiation. Consult a
physician before using sunlamp or tanning equipment if you are using medications or have a
history of skin problems or believe that you are especially sensitive to sunlight. Pregnant women
or women taking oral contraceptives who use this product may develop discolored skin.

IF YOU DO NOT TAN IN THE SUN YOU ARE UNLIKELY
TO TAN FROM THE USE OF ULTRAVIOLET
RADIATION OF TANNING EQUIPMENT.”
Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2711. Equipment standards

A. The registrant shall use only tanning equipment manufactured in accordance with the
specifications set forth in 21 CFR 1040.20. The exact nature of compliance shall be based on the
standards in effect at the time of manufacture as shown on the device identification label
required by 21 CFR 1010.3.

B. Each assembly of tanning equipment shall be designated for use by only one consumer at a
time and shall be equipped with a timer which complies with the requirements of 21 CFR
1040.20(c)(2). The maximum timer interval shall not exceed the manufacturer's maximum
recommended exposure time. No timer interval shall have an error exceeding plus or minus ten
percent of any selected time. The facility shall control the interior temperature of a tanning
device so that it may not exceed one hundred degrees Fahrenheit.

C. Tanning equipment shall meet the National Fire Protection Association National Electrical
Code and shall be provided with ground fault protection on the electrical circuit, or similar
internal circuit breakers within said equipment.

D. Tanning equipment shall include physical barriers to protect consumers from injury induced
by touching or breaking the lamps.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.

§2712. Stand-up tanning booths



Tanning booths designed for stand-up use shall also comply with the following additional
requirements:

(1) Booths shall have physical barriers or other means, such as handrails or floor markings, to
indicate the proper exposure distance between ultraviolet lamps and the consumer's skin.

(2) Booths shall be constructed with sufficient strength and rigidity to withstand the stress of use
and the impact of a falling person.

(3) Access to booths shall be of rigid construction with doors which are nonlatching and that
open outwardly.

(4) Booths shall be equipped with handrails and nonslip floors.
Acts 1990, No. 587, §1, eff. July 19, 1990.
§2713. Operational requirements

A. A tanning facility shall have an operator present during operating hours. The operator must
be sufficiently knowledgeable of the correct operation of the tanning devices used at the facility
to inform and assist each customer in the proper use of the tanning devices.

B. The registrant shall provide protective eyewear to each consumer for wear during any use of
tanning equipment.

C. The protective eyewear required in Subsection B of this Section shall meet the requirements
of 21 CFR 1040.20(c)(5).

D. Tanning facility operators shall use concerted efforts to ensure that consumers wear the
protective eyewear required by this Section.

E. The registrant shall ensure that the protective eyewear required by this Section are properly
sanitized before each use and shall not rely upon exposure to the ultraviolet radiation produced
by the tanning equipment itself to provide such sanitizing.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2714. Information provided to consumer

A. The tanning facility operator shall provide each consumer, receipt of which is acknowledged
by the consumer, prior to initial exposure, a written statement warning that:

(1) Failure to use the eye protection provided to the customer by the tanning facility may result
in damage to the eyes.

(2) Overexposure to ultraviolet light causes burns.
(3) Repeated exposure may result in premature aging of the skin and skin cancer.

(4) Abnormal skin sensitivity or burning may be caused by reactions of ultraviolet light to
certain:



(a) Foods.
(b) Cosmetics.

(c) Medications, including tranquilizers, diuretics, antibiotics, high blood pressure medicines,
and oral contraceptives.

(5) Any person taking a prescription or over-the-counter drug should consult a physician before
using a tanning device.

(6) A person should not sunbathe before or after exposure to ultraviolet radiation from
sunlamps.

B. Compliance with the notice and warning requirements shall not affect the liability of a
tanning facility operator or manufacturer of a tanning device.

C. The registrant shall maintain for six years a record of each consumer's total number of
tanning visits, dates, and duration of tanning exposures.

D. The registrant shall submit to the department a written report of actual or alleged injury from
use of registered tanning equipment within five working days after occurrence or notice thereof.
The report shall include:

(1) The name of the affected individual.

(2) The name, location, and registration number of the tanning facility and identification of the
specific tanning equipment involved.

(3) The nature of the actual or alleged injury.

(4) Any other information relevant to the actual or alleged injury, including the date and
duration of exposure.

E. Before any person between fourteen and eighteen years of age uses a tanning device, the
tanning facility shall secure a statement signed at the tanning facility by the person's parent or
tutor stating that the parent or tutor has read and understood the warnings given by the tanning
facility, consents to the minor's use of a tanning device, and agrees that the minor will use the
protective eyewear that the tanning facility provides. A person under fourteen years of age shall
be accompanied by a parent or tutor when using a tanning device.

F. The registrant shall replace defective or burned out lamps, bulbs, or filters with a type
intended for use in the affected tanning equipment as specified on the product label and having
the same spectral distribution.

G. The registrant shall replace ultraviolet lamps and bulbs which are not otherwise defective or
damaged, at such frequency or after such duration of use as may be recommended by the
manufacturer of such lamps and bulbs.

H. The registrant shall certify that all tanning equipment operators are adequately trained in at
least the following:



(1) The requirements of this Chapter.
(2) Procedures for correct operation of the tanning facility and tanning equipment.
(3) Recognition of injury or overexposure to ultraviolet radiation.

(4) The tanning equipment manufacturer's procedures for operation and maintenance of the
tanning equipment.

(5) The determination of skin type of consumers and appropriate determination of duration of
exposure to registered tanning equipment.

(6) Emergency procedures to be followed in case of injury.

I. Effective October 1, 1991, the registrant shall limit the operation of tanning equipment to
persons who have successfully completed formal training courses which cover the provisions of
Subsection H of this Section and have been approved by the department.

J. The registrant shall maintain a record of operator training required in Subsection I of this
Section for inspection by authorized representatives of the department.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2715. Rules and regulations

The department may adopt rules and regulations as necessary to implement the provisions of this
Chapter in accordance with the Administrative Procedure Act.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2716. Criminal penalty

Any person who has a tanning facility which is required to be registered pursuant to this Chapter
and who fails to register that facility as so required or who operates that facility after such
registration has expired, been suspended, or revoked shall be guilty of a misdemeanor. Any
person convicted of such a misdemeanor shall be fined no less than one thousand dollars and no
more than five thousand dollars for each violation. Each day of operation of a tanning facility in
violation of the provisions of this Chapter shall constitute a separate offense.

Acts 1990, No. 587, §1, eff. July 19, 1990.
§2717. Injunction

A. If the department, state health officer, or an authorized agent finds that a person has violated,
is violating, or threatening to violate this Chapter and that the violation or threat of violation
creates an immediate threat to the health and safety of the public, the department, state health
officer, or an authorized agent may petition the district court for a temporary restraining order to
restrain the violation or threat of violation.

B. If a person has violated, is violating, or threatening to violate this Chapter, the department,
state health officer, or an authorized agent may after sending notice of said alleged violation to



the alleged violator via certified mail, and the lapse of ten days following receipt of the notice by
the alleged violator, petition the district court for an injunction to prohibit the person from
continuing the violation or threat of violation.

C. On application for injunctive relief and a finding that a person is violating or threatening to
violate this Chapter, the district court may grant any injunctive relief warranted by the facts.

D. Venue for a suit brought under this Section shall be in the parish in which the violation or the
threat of violation is alleged to have occurred.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1.
§2718. Permits

A. A person may not operate a tanning facility without a current and valid permit to operate the
facility that is issued by the department.

B. The permit shall be displayed in an open public area of the tanning facility.

C. On receipt of an application or forms provided by the department for this purpose and
renewal fees, permits shall be renewed annually by the department.

D. The department by rule may adopt a system under which permits expire on various dates
during the year. As part of this system the annual renewal fees may be prorated on a monthly
basis to reflect the actual number of months the permit is valid.

E. The department may revoke, cancel, suspend, or probate a permit to operate a tanning facility
for any of the following reasons:

(1) Failure to pay a permit fee or an annual renewal fee for a permit.

(2) The applicant obtained or attempted to obtain a permit by fraud or deception.

(3) A violation of any of the provisions of this Chapter.

(4) A violation of a rule or regulation of the department adopted pursuant to this Chapter.
Acts 1990, No. 587, §1, eff. July 19, 1990.

§2719. Fees

The department shall establish and collect a permit fee of one hundred fifty dollars and an annual
permit renewal fee of one hundred ten dollars.

Acts 1990, No. 587, §1, eff. July 19, 1990; Acts 1992, No. 432, §1; Acts 2000, 1st Ex. Sess., No.
125, §1, eff. July 1, 2000.
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(3) Affix to each medical laser prod-
uct, in close proximity to each aper-
ture through which is emitted acces-
sible laser radiation in excess of the ac-
cessible emission limits of Class I, a
label bearing the wording: “Laser aper-
ture.”

(b) Surveying, leveling, and alignment
laser products. Each surveying, leveling.
or alignment laser product shall com-
ply with all of the applicable require-
ments of §1040.10 for a Class I, lla, 1l or
Illa laser product and shall not permit
human access to laser radiation in ex-
cess of the accessible emission limits of
Class llla.

(c) Demonstration laser products. Each
demonstration laser product shall com-
ply with all of the applicable require-
ments of §1040.10 for a Class I, lla, Il, or
Illa laser product and shall not permit
human access to laser radiation in ex-
cess of the accessible emission limits of
Class | and, if applicable, Class lla,
Class I, or Class llla.

[50 FR 33702, Aug. 20, 1985]

§1040.20 Sunlamp products and ultra-
violet lamps intended for use in
sunlamp products.

(a) Applicability. (1) The provisions of
this section, as amended, are applica-
ble as specified herein to the following
products manufactured on or after Sep-
tember 8, 1986.

(i) Any sunlamp product.

(if) Any ultraviolet lamp intended for
use in any sunlamp product.

(2) Sunlamp products and ultraviolet
lamps manufactured on or after May 7,
1980, but before September 8, 1986, are
subject to the provisions of this section
as published in the FEDERAL REGISTER
of November 9, 1979 (44 FR 65357).

(b) Definitions. As used in this section
the following definitions apply:

(1) Exposure position means any posi-
tion, distance, orientation, or location
relative to the radiating surfaces of the
sunlamp product at which the user is
intended to be exposed to ultraviolet
radiation from the product, as rec-
ommended by the manufacturer.

(2) Intended means the same as “in-
tended uses” in §801.4.
(3) Irradiance means the radiant

power incident on a surface at a speci-
fied location and orientation relative
to the radiating surface divided by the
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area of the surface, as the area be-
comes vanishingly small, expressed in
units of watts per square centimeter
(Wicm?2).

(4) Maximum exposure time means the
greatest continuous exposure time in-
terval recommended by the manufac-
turer of the product.

(5) Maximum timer interval means the
greatest time interval setting on the
timer of a product.

(6) Protective eyewear means any de-
vice designed to be worn by users of a
product to reduce exposure of the eyes
to radiation emitted by the product.

(7) Spectral irradiance means the irra-
diance resulting from radiation within
a wavelength range divided by the
wavelength range as the range becomes
vanishingly small, expressed in units of
watts per square centimeter per
nanometer (W/(cm2/nm)).

(8) Spectral transmittance means the
spectral irradiance transmitted
through protective eyewear divided by
the spectral irradiance incident on the
protective eyewear.

(9) Sunlamp product means any elec-
tronic product designed to incorporate
one or more ultraviolet lamps and in-
tended for irradiation of any part of
the living human body, by ultraviolet
radiation with wavelengths in air be-
tween 200 and 400 nanometers, to in-
duce skin tanning.

(10) Timer means any device incor-
porated into a product that terminates
radiation emission after a preset time
interval.

(11) Ultraviolet lamp means any lamp
that produces ultraviolet radiation in
the wavelength interval of 200 to 400
nanometers in air and that is intended
for use in any sunlamp product.

(c) Performance requirements—(1) Irra-
diance ratio limits. For each sunlamp
product and ultraviolet lamp, the ratio
of the irradiance within the wave-
length range of greater than 200
nanometers through 260 nanometers to
the irradiance within the wavelength
range of greater than 260 nanometers
through 320 nanometers may not ex-
ceed 0.003 at any distance and direction
from the product or lamp.

(2) Timer system. (i) Each sunlamp
product shall incorporate a timer sys-
tem with multiple timer settings ade-
quate for the recommended exposure
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time intervals for different exposure
positions and expected results of the
products as specified in the label re-
quired by paragraph (d) of this section.

(i) The maximum timer interval(s)
may not exceed the manufacturer’s
recommended maximum exposure
time(s) that is indicated on the label
required by paragraph (d)(1)(iv) of this
section.

(iii) No timer interval may have an
error greater than 10 percent of the
maximum timer interval of the prod-
uct.

(iv) The timer may not automati-
cally reset and cause radiation emis-
sion to resume for a period greater
than the unused portion of the timer
cycle, when emission from the sunlamp
product has been terminated.

(v) The timer requirements do not
preclude a product from allowing a
user to reset the timer before the end
of the preset time interval.

(3) Control for termination of radiation
emission. Each sunlamp product shall
incorporate a control on the product to
enable the person being exposed to ter-
minate manually radiation emission
from the product at any time without
disconnecting the electrical plug or re-
moving the ultraviolet lamp.

(4) Protective eyewear. (i) Each sun-
lamp product shall be accompanied by
the number of sets of protective
eyewear that is equal to the maximum
number of persons that the instruc-
tions provided under paragraph
(e)(1)(ii) of this section recommend to
be exposed simultaneously to radiation
from such product.

(i) The spectral transmittance to the
eye of the protective eyewear required
by paragraph (c)(4)(i) of this section
shall not exceed a value of 0.001 over
the wavelength range of greater than
200 nanometers 320 nanometers and an
value of 0.01 over the wavelength range
of greater than 320 nanometers through
400 nanometers, and shall be sufficient
over the wavelength greater than 400
nanometers to enable the user to see
clearly enough to reset the timer.

(5) Compatibility of lamps. An ultra-
violet lamp may not be capable of in-
sertion and operation in either the
“single-contact medium screw” or the
“double-contact medium screw”
lampholders described in American Na-

§1040.20

tional Standard C81.10-1976, Specifica-
tions for Electric Lamp Bases and
Holders—Screw-Shell Types, which is
incorporated by reference. Copies are
available from the American National
Standards Institute, 1430 Broadway,
New York, NY 10018, or available for in-
spection at the Office of the Federal
Register, 800 North Capitol Street,
NW., suite 700, Washington, DC 20408.

(d) Label requirements. In addition to
the labeling requirements in part 801
and the certification and identification
requirements of §§1010.2 and 1010.3,
each sunlamp product and ultraviolet
lamp shall be subject to the labeling
requirements prescribed in this para-
graph and paragraph (e) of this section.

(1) Labels for sunlamp products. Each
sunlamp product shall have a label(s)
which contains:

(i) A warning statement with the
words “DANGER—Ultraviolet radi-
ation. Follow instructions. Avoid over-
exposure. As with natural sunlight,
overexposure can cause eye and skin
injury and allergic reactions. Repeated
exposure may cause premature aging of
the skin and skin cancer. WEAR PRO-
TECTIVE EYEWEAR; FAILURE TO
MAY RESULT IN SEVERE BURNS OR
LONG-TERM INJURY TO THE EYES.
Medications or cosmetics may increase
your sensitivity to the ultraviolet radi-
ation. Consult physician before using
sunlamp if you are using medications
or have a history of skin problems or
believe yourself especially sensitive to
sunlight. If you do not tan in the sun,
you are unlikely to tan from the use of
this product.”

(if) Recommended exposure posi-
tion(s). Any exposure position may be
expressed either in terms of a distance
specified both in meters and in feet (or
in inches) or through the use of mark-
ings or other means to indicate clearly
the recommended exposure position.

(iii) Directions for achieving the rec-
ommended exposure position(s) and a
warning that the use of other positions
may result in overexposure.

(iv) A recommended exposure sched-
ule including duration and spacing of
sequential exposures and maximum ex-
posure time(s) in minutes.

(v) A statement of the time it may
take before the expected results ap-
pear.
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(vi) Designation of the ultraviolet
lamp type to be used in the product.

(2) Labels for ultraviolet lamps. Each
ultraviolet lamp shall have a label
which contains:

(i) The words “Sunlamp—DANGER—
Ultraviolet radiation. Follow instruc-
tions.”

(ii) The model identification.

(iii) The words “Use ONLY in fixture
equipped with a timer.”

(3) Label specifications. (i) Any label
prescribed in this paragraph for sun-
lamp products shall be permanently af-
fixed or inscribed on an exterior sur-
face of the product when fully assem-
bled for use so as to be legible and
readily accessible to view by the person
being exposed immediately before the
use of the product.

(ii) Any label prescribed in this para-
graph for ultraviolet lamps shall be
permanently affixed or inscribed on the
product so as to be legible and readily
accessible to view.

(iii) If the size, configuration, design,
or function of the sunlamp product or
ultraviolet lamp would preclude com-
pliance with the requirements for any
required label or would render the re-
quired wording of such label inappro-
priate or ineffective, or would render
the required label unnecessary, the Di-
rector, Office of Compliance (HFZ-300),
Center for Devices and Radiological
Health, on the Center’s own initiative
or upon written application by the
manufacturer, may approve alternate
means of providing such label(s),
alernate wording for such label(s), or
deletion, as applicable.

(iv) In lieu of permanently affixing or
inscribing tags or labels on the ultra-
violet lamp as required by 8§§1010.2(b)
and 1010.3(a), the manfacturer of the ul-
traviolet lamp may permanently affix
or inscribe such required tags or labels
on the lamp packaging uniquely associ-
ated with the lamp, if the name of the
manufacturer and month and year of
manufacture are permanently affixed
or inscribed on the exterior surface of
the ultraviolet lamp so as to be legible
and readily accessible to view. The
name of the manufacturer and month
and year of manufacture affixed or in-
scribed on the exterior surface of the
lamp may be expressed in code or sym-
bols, if the manufacturer has pre-
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viously supplied the Director, Office of
Compliance (HFZ-300), Center for De-
vices and Radiological Health, with the
key to such code or symbols and the lo-
cation of the coded information or
symbols on the ultraviolet lamp. The
label or tag affixed or inscribed on the
lamp packaging may provide either the
month and year of manufacture with-
out abbreviation, or information to
allow the date to be readily decoded.

(v) A label may contain statements
or illustrations in addition to those re-
quired by this paragraph if the addi-
tional statements are not false or mis-
leading in any particular; e.g., if they
do not diminish the impact of the re-
quired statements; and are not prohib-
ited by this chapter.

(e) Instructions to be provided to users.
Each manufacturer of a sunlamp prod-
uct and ultraviolet lamp shall provide
or cause to be provided to purchasers
and, upon request, to others at a cost
not to exceed the cost of publication
and distribution, adequate instructions
for use to avoid or to minimize poten-
tial injury to the user, including the
following technical and safety informa-
tion as applicable:

(1) Sunlamp products. The users’ in-
structions for a sunlamp product shall
contain:

(i) A reproduction of the label(s) re-
quired in paragraph (d)(1) of this sec-
tion prominently displayed at the be-
ginning of the instructions.

(i) A statement of the maximum
number of people who may be exposed
to the product at the same time and a
warning that only that number of pro-
tective eyewear has been provided.

(iii) Instructions for the proper oper-
ation of the product including the func-
tion, use, and setting of the timer and
other controls, and the use of protec-
tive eyewear.

(iv) Instructions for determining the
correct exposure time and schedule for
persons according to skin type.

(v) Instructions for obtaining repairs
and recommended replacement compo-
nents and accessories which are com-
patible with the product, including
compatible protective eyewear, ultra-
violet lamps, timers, reflectors, and fil-
ters, and which will, if installed or used
as instructed, result in continued com-
pliance with the standard.
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(2) Ultraviolet lamps. The users’ in-
structions for an ultraviolet lamp not
accompanying a sunlamp product shall
contain:

(i) A reproduction of the label(s) re-
quired in paragraphs (d)(1)(i) and (2) of
this section, prominently displayed at
the beginning of the instructions.

(ii) A warning that the instructions
accompanying the sunlamp product
should always be followed to avoid or
to minimize potential injury.

(iii) A clear identification by brand
and model designation of all lamp mod-
els for which replacement lamps are
promoted, if applicable.

(f) Test for determination of compliance.
Tests on which certification pursuant
to §1010.2 is based shall account for all
errors and statistical uncertainties in
the process and, wherever applicable,
for changes in radiation emission or
degradation in radiation safety with
age of the product. Measurements for
certification purposes shall be made
under those operational conditions,
lamp voltage, current, and position as
recommended by the manufacturer.
For these measurements, the meas-
uring instrument shall be positioned at
the recommended exposure position
and so oriented as to result in the max-
imum detection of the radiation by the
instrument.

[50 FR 36550, Sept. 6, 1985, as amended at 67
FR 9587, Mar. 4, 2002]

§1040.30 High-intensity
vapor discharge lamps.

(a) Applicability. The provisions of
this section apply to any high-inten-
sity mercury vapor discharge lamp
that is designed, intended, or promoted
for illumination purposes and is manu-
factured or assembled after March 7,
1980, except as described in paragraph
(d)(1)(ii) of this section.

(b) Definitions. (1) High-intensity mer-
cury vapor discharge lamp means any
lamp including any “mercury vapor”
and “metal halide” lamp, with the ex-
ception of the tungsten filament self-
ballasted mercury vapor lamp, incor-
porating a high-pressure arc discharge
tube that has a fill consisting pri-
marily of mercury and that is con-
tained within an outer envelope.

(2) Advertisement means any catalog,
specification sheet, price list, and any

mercury
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other descriptive or commercial bro-
chure and literature, including video-
tape and film, pertaining to high-inten-
sity mercury vapor discharge lamps.

(3) Packaging means any lamp carton,
outer wrapping, or other means of con-
tainment that is intended for the stor-
age, shipment, or display of a high-in-
tensity mercury vapor lamp and is in-
tended to identify the contents or rec-
ommend its use.

(4) Outer envelope means the lamp ele-
ment, usually glass, surrounding a
high-pressure arc discharge tube, that,
when intact, attenuates the emission
of shortwave ultraviolet radiation.

(5) Shortwave ultraviolet radiation
means ultraviolet radiation with wave-
lengths shorter than 320 nanometers.

(6) Cumulative operating time means
the sum of the times during which elec-
tric current passes through the high-
pressure arc discharge.

(7) Self-extinguishing lamp means a
high-intensity mercury vapor dis-
charge lamp that is intended to comply
with the requirements of paragraph
(d)(2) of this section as applicable.

(8) Reference ballast is an inductive re-
actor designed to have the operating
characteristics as listed in Section 7 in
the American National Standard Speci-
fications for High-Intensity Discharge
Lamp Reference Ballasts (ANSI C82.5-
1977)1 or its equivalent.

(c) General requirements for all lamps.
(1) Each high-intensity mercury vapor
discharge lamp shall:

(i) Meet the requirements of either
paragraph (d) or paragraph (e) of this
section; and

(ii) Be permanently labeled or
marked in such a manner that the
name of the manufacturer and the
month and year of manufacture of the
lamp can be determined on an intact
lamp and after the outer envelope of
the lamp is broken or removed. The
name of the manufacturer and month
and year of manufacture may be ex-
pressed in code or symbols, provided
the manufacturer has previously sup-
plied the Director, Center for Devices
and Radiological Health, with the key
to the code or symbols and the location

1Copies are available from American Na-
tional Standards Institute, 1430 Broadway,
New York, NY 10018.
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shall designate a permanent resident of
the United States as the manufactur-
er’s agent upon whom service of all
processes, notices, orders, decisions,
and requirements may be made for and
on behalf of the manufacturer as pro-
vided in section 360(d) of the Radiation
Control for Health and Safety Act of
1968 (42 U.S.C. 263h(d)) and this section.
The agent may be an individual, a firm,
or a domestic corporation. For pur-
poses of this section, any number of
manufacturers may designate the same
agent.

(b) A manufacturer designating an
agent must address the designation to
the Center for Devices and Radio-
logical Health, 9200 Corporate Blvd.,
Rockville, MD 20850. It must be in writ-
ing and dated; all signatures must be in
ink. The designation must be made in
the legal form required to make it
valid and binding on the manufacturer
under the laws, corporate bylaws, or
other requirements governing the mak-
ing of the designation by the manufac-
turer at the place and time where it is
made, and the persons or person sign-
ing the designation shall certify that it
is so made. The designation must dis-
close the manufacturer’s full legal
name and the name(s) under which the
manufacturer conducts the business, if
applicable, the principal place of busi-
ness, and mailing address. If any of the
products of the manufacturer do not
bear his legal name, the designation
must identify the marks, trade names,
or other designations of origin which
these products bear. The designation
must provide that it will remain in ef-
fect until withdrawn or replaced by the
manufacturer and shall bear a declara-
tion of acceptance duly signed by the
designated agent. The full legal name
and mailing address of the agent must
be stated. Until rejected by the Sec-
retary, designations are binding on the
manufacturer even when not in compli-
ance with all the requirements of this
section. The designated agent may not
assign performance of his function
under the designation to another.

(c) Service of any process, notice,
order, requirement, or decision speci-
fied in section 360(d) of the Radiation
Control for Health and Safety Act of
1968 may be made by registered or cer-
tified mail addressed to the agent with
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return receipt requested, or in any
other manner authorized by law. In the
absence of such a designation or if for
any reason service on the designated
agent cannot be effected, service may
be made as provided in section 360(d) by
posting such process, notice, order, re-
quirement, or decision in the Office of
the Director, Center for Devices and
Radiological Health and publishing a
notice that such service was made in
the FEDERAL REGISTER.

[38 FR 28630, Oct. 15, 1973, as amended at 53
FR 11254, Apr. 6, 1988; 65 FR 17137, Mar. 31,
2000]
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STANDARDS FOR ELECTRONIC
PRODUCTS: GENERAL

Subpart A—General Provisions

Sec.

1010.1
1010.2
1010.3

Scope.

Certification.

Identification.

1010.4 Variances.

1010.5 Exemptions for products intended for
United States Government use.

Subpart B—Alternate Test Procedures

1010.13 Special test procedures.

Subpart C—Exportation of Electronic
Products

1010.20 Electronic products intended for ex-
port.

AUTHORITY: 21 U.S.C. 351, 352, 360, 360e-360j,
371, 381; 42 U.S.C. 263b-263n.

SOURCE: 38 FR 28631, Oct. 15, 1973, unless
otherwise noted.

Subpart A—General Provisions

§1010.1 Scope.

The standards listed in this sub-
chapter are prescribed pursuant to sec-
tion 358 of the Radiation Control for
Health and Safety Act of 1968 (42 U.S.C.
263f) and are applicable to electronic
products as specified herein, to control
electronic product radiation from such
products. Standards so prescribed are
subject to amendment or revocation
and additional standards may be pre-
scribed as are determined necessary for
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the protection of the public health and
safety.

[40 FR 32257, July 31, 1975]

§1010.2 Certification.

(a) Every manufacturer of an elec-
tronic product for which an applicable
standard is in effect under this sub-
chapter shall furnish to the dealer or
distributor, at the time of delivery of
such product, the certification that
such product conforms to all applicable
standards under this subchapter.

(b) The certification shall be in the
form of a label or tag permanently af-
fixed to or inscribed on such product so
as to be legible and readily accessible
to view when the product is fully as-
sembled for use, unless the applicable
standard prescribes some other manner
of certification. All such labels or tags
shall be in the English language.

(c) Such certification shall be based
upon a test, in accordance with the
standard, of the individual article to
which it is attached or upon a testing
program which is in accordance with
good manufacturing practices. The Di-
rector, Center for Devices and Radio-
logical Health may disapprove such a
testing program on the grounds that it
does not assure the adequacy of safe-
guards against hazardous electronic
product radiation or that it does not
assure that electronic products comply
with the standards prescribed under
this subchapter.

(d) In the case of products for which
it is not feasible to certify in accord-
ance with paragraph (b) of this section,
upon application by the manufacturer,
the Director, Center for Devices and
Radiological Health may approve an
alternate means by which such certifi-
cation may be provided.

[38 FR 28631, Oct. 15, 1973, as amended at 40
FR 32257, July 31, 1975; 42 FR 18063, Apr. 5,
1977; 53 FR 11254, Apr. 6, 1988]

§1010.3 Identification.

(a) Every manufacturer of an elec-
tronic product to which a standard
under this subchapter is applicable
shall set forth the information speci-
fied in paragraphs (a)(1) and (2) of this
section. This information shall be pro-
vided in the form of a tag or label per-
manently affixed or inscribed on such

§1010.3

product so as to be legible and readily
accessible to view when the product is
fully assembled for use or in such other
manner as may be prescribed in the ap-
plicable standard. Except for foreign
equivalent abbreviations as authorized
in paragraph (a)(1) of this section all
such labels or tags shall be in the
English language.

(1) The full name and address of the
manufacturer of the product; abbrevia-
tions such as “Co.,” “Inc.,” or their for-
eign equivalents and the first and mid-
dle initials of individuals may be used.
Where products are sold under a name
other than that of the manufacturer of
the product, the full name and address
of the individual or company under
whose name the product was sold may
be set forth, provided such individual
or company has previously suppled the
Director, Center for Devices and Radio-
logical Health with sufficient informa-
tion to identify the manufacturer of
the product.

(2) The place and month and year of
manufacture:

(i) The place of manufacture may be
expressed in code provided the manu-
facturer has previously supplied the Di-
rector, Center for Devices and Radio-
logical Health with the key to such
code.

(ii) The month and year of manufac-
ture shall be provided clearly and leg-
ibly, without abbreviation, and with
the year shown as a four-digit number
as follows:

MANUFACTURED: (INSERT MONTH AND
YEAR OF MANUFACTURE.)

(b) In the case of products for which
it is not feasible to affix identification
labeling in accordance with paragraph
(a) of this section, upon application by
the manufacturer, the Director, Center
for Devices and Radiological Health
may approve an alternate means by
which such identification may be pro-
vided.

(c) Every manufacturer of an elec-
tronic product to which a standard
under this subchapter is applicable
shall provide to the Director, Center
for Devices and Radiological Health a
list identifying each brand name which
is applied to the product together with
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the full name and address of the indi-
vidual or company for whom each prod-
uct so branded is manufactured.

[40 FR 32257, July 31, 1975, as amended at 42
FR 18063, Apr. 5, 1977; 53 FR 11254, Apr. 6,
1988]

§1010.4 Variances.

(a) Criteria for variances. (1) Upon ap-
plication by a manufacturer (including
an assembler), the Director, Center for
Devices and Radiological Health, Food
and Drug Administration, may grant a
variance from one or more provisions
of any performance standard under
subchapter J of this chapter for an
electronic product subject to such
standard when the Director determines
that granting such a variance is in
keeping with the purposes of the Radi-
ation Control for Health and Safety
Act of 1968, and:

(i) The scope of the requested vari-
ance is so limited in its applicability as
not to justify an amendment to the
standard, or

(ii) There is not sufficient time for
the promulgation of an amendment to
the standard.

(2) The issuance of the variance shall
be based upon a determination that:

(i) The product utilizes an alternate
means for providing radiation safety or
protection equal to or greater than
that provided by products meeting all
requirements of the applicable stand-
ard, or

(ii) The product performs a function
or is intended for a purpose which
could not be performed or accom-
plished if required to meet the applica-
ble standards, and suitable means for
assuring radiation safety or protection
are provided, or

(iii) One or more requirements of the
applicable standard are not appro-
priate, and suitable means for assuring
radiation safety or protection are pro-
vided.

(b) Applications for variances. If you
are submitting an application for
variances or for amendments or exten-
sions thereof, you must submit an
original and two copies to the Division
of Dockets Management (HFA-305),
Food and Drug Administration, 5630
Fishers Lane, rm. 1061, Rockville, MD
20852.

21 CFR Ch. | (4-1-04 Edition)

(1) The application for variance shall
include the following information:

(i) A description of the product and
its intended use.

(ii) An explanation of how compli-
ance with the applicable standard
would restrict or be inappropriate for
this intended use.

(iii) A description of the manner in
which it is proposed to deviate from
the requirements of the applicable
standard.

(iv) A description of the advantages
to be derived from such deviation.

(v) An explanation of how alternate
or suitable means of radiation protec-
tion will be provided.

(vi) The period of time it is desired
that the variance be in effect, and, if
appropriate, the number of units the
applicant wishes to manufacture.

(vii) In the case of prototype or ex-
perimental equipment, the proposed lo-
cation of each unit.

(viii) Such other information re-
quired by regulation or by the Direc-
tor, Center for Devices and Radio-
logical Health, to evaluate and act on
the application.

(ix) With respect to each nonclinical
laboratory study contained in the ap-
plication, either a statement that the
study was conducted in compliance
with the good laboratory practice regu-
lations set forth in part 58 of this chap-
ter, or, if the study was not conducted
in compliance with such regulations, a
brief statement of the reason for the
noncompliance.

(x) [Reserved]

(xi) If the electronic product is used
in a clinical investigation involving
human subjects, is subject to the re-
quirements for institutional review set
forth in part 56 of this chapter, and is
subject to the requirements for in-
formed consent set forth in part 50 of
this chapter, the investigation shall be
conducted in compliance with such re-
quirements.

(2) The application for amendment or
extension of a variance shall include
the following information:

(i) The variance number and expira-
tion date.

(ii) The amendment or extension re-
quested and basis for the amendment
or extension.
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(iii) A description of the effect of the
amendment or extension on protection
from radiation produced by the prod-
uct.

(iv) An explanation of how alternate
or suitable means of protection will be
provided.

(c) Ruling on applications. (1) The Di-
rector, Center for Devices and Radio-
logical Health, may approve or deny, in
whole or in part, a requested variance
or any amendment or extension there-
of, and the director shall inform the
applicant in writing of this action on a
requested variance or amendment or
extension. The written notice will
state the manner in which the variance
differs from the standard, the effective
date and the termination date of the
variance, a summary of the require-
ments and conditions attached to the
variance, any other information that
may be relevant to the application or
variance, and, if appropriate, the num-
ber of units or other similar limita-
tions for which the variance is ap-
proved. Each variance will be assigned
an identifying number.

(2) The Director, Center for Devices
and Radiological Health, shall amend
or withdraw a variance whenever the
Director determines that this action is
necessary to protect the public health
or otherwise is justified by this sub-
chapter. Such action will become effec-
tive on the date specified in the writ-
ten notice of the action sent to the ap-
plicant, except that it will become ef-
fective immediately upon notification
to the applicant when the Director de-
termines that such action is necessary
to prevent an imminent health hazard.

(3) All applications for variances and
for amendments and extensions thereof
and all correspondence (including writ-
ten notices of approval) on these appli-
cations will be available for public dis-
closure in the office of the Division of
Dockets Management, except for infor-
mation regarded as confidential under
section 360A(e) of the act.

(d) Certification of equipment covered
by variance. The manufacturer of any
product for which a variance is granted
shall modify the tag, label, or other
certification required by §1010.2 to
state:

(1) That the product is in conformity
with the applicable standard, except

§1010.5

with respect to those characteristics
covered by the variance;

(2) That the product is in conformity
with the provisions of the variance;
and

(3) The assigned number and effective
date of the variance.

[39 FR 13879, Apr. 18, 1974, as amended at 44
FR 48191, Aug. 17, 1979; 50 FR 7518, Feb. 22,
1985; 50 FR 13565, Apr. 5, 1985; 53 FR 11254,
Apr. 6, 1988; 53 FR 52683, Dec. 29, 1988; 59 FR
14365, Mar. 28, 1994; 65 FR 17137, Mar. 31, 2000]

§1010.5 Exemptions for products in-
tended for United States Govern-
ment use.

(a) Criteria for exemption. Upon appli-
cation by a manufacturer (including
assembler) or by a U.S. department or
agency, the Director, Center for De-
vices and Radiological Health, Food
and Drug Administration, may grant
an exemption from any performance
standard under subchapter J of this
chapter for an electronic product, or
class of products, otherwise subject to
such standard when he determines that
such electronic product or class is in-
tended for use by departments or agen-
cies of the United States and meets the
criteria set forth in paragraph (a) (1) or
(2) of this section.

(1) The procuring agency shall pre-
scribe procurement specifications for
the product or class of products gov-
erning emissions of electronic product
radiation, and the product or class
shall be of a type used solely or pre-
dominantly by a department or agency
of the United States.

(2) The product or class of products is
intended for research, investigations,
studies, demonstration, or training, or
for reasons of national security.

(b) Consultation between the procuring
agency and the Food and Drug Adminis-
tration. The United States department
or agency that intends to procure or
manufacture a product or class of prod-
ucts subject to electronic product radi-
ation safety standards contained in
this subchapter should consult with
the Center for Devices and Radio-
logical Health, Food and Drug Admin-
istration, whenever it is anticipated
that the specifications for the product
or class must deviate from, or be in
conflict with, such applicable stand-
ards. Such consultation should occur
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as early as possible during development
of such specifications. The department
or agency should include in the speci-
fications all requirements of such
standards that are not in conflict with,
or are not inappropriate for, the special
or unique uses for which the product is
intended. The procuring agency should
indicate to the Center for Devices and
Radiological Health if it desires to be
notified of the approval, amendment,
or withdrawal of the exemption.

(c) Application for exemption. If you
are submitting an application for ex-
emption, or for amendment or exten-
sion thereof, you must submit an origi-
nal and two copies to the Division of
Dockets Management (HFA-305), Food
and Drug Administration, 5630 Fishers
Lane, rm. 1061, Rockville, MD 20852.
For an exemption under the criteria
prescribed in paragraph (a)(1) of this
section, the application shall include
the information prescribed in para-
graphs (c)(1) through (c)(13) of this sec-
tion. For an exemption under the cri-
teria prescribed in paragraph (a)(2) of
this section, the application shall in-
clude the information prescribed in
paragraphs (c)(3) through (c)(13) of this
section. An application for exemption,
or for amendment or extension thereof,
and correspondence relating to such
application shall be made available for
public disclosure in the Division of
Dockets Management, except for con-
fidential or proprietary information
submitted in accordance with part 20 of
this chapter. Information classified for
reasons of national security shall not
be included in the application. Except
as indicated in this paragraph, the ap-
plication for exemption shall include
the following:

(1) The procurement specifications
for the product or class of products
that govern emissions of electronic
product radiation.

(2) Evidence that the product or class
of products is of a type used solely or
predominantly by departments or
agencies of the United States.

(3) Evidence that such product or
class of products is intended for use by
a department or agency of the United
States.

(4) A description of the product or
class of products and its intended use.

21 CFR Ch. | (4-1-04 Edition)

(5) An explanation of how compliance
with the applicable standard would re-
strict or be inappropriate for this in-
tended use.

(6) A description of the manner in
which it is proposed that the product
or class of products shall deviate from
the requirements of the applicable
standard.

(7) An explanation of the advantages
to be derived from such deviation.

(8) An explanation of how means of
radiation protection will be provided
where the product or class of products
deviates from the requirements of the
applicable standard.

(9) The period of time it is desired
that the exemption be in effect, and, if
appropriate, the number of units to be
manufactured under the exemption.

(10) The name, address, and telephone
number of the manufacturer or his
agent.

(11) The name, address, and telephone
number of the appropriate office of the
United States department or agency
purchasing the product or class of
products.

(12) Such other information required
by regulation or by the Director, Cen-
ter for Devices and Radiological
Health, to evaluate and act on the ap-
plication. Where such information in-
cludes nonclinical laboratory studies,
the information shall include, with re-
spect to each nonclinical study, either
a statement that each study was con-
ducted in compliance with the require-
ments set forth in part 58 of this chap-
ter, or, if the study was not conducted
in compliance with such regulations, a
statement that describes in detail all
differences between the practices used
in the study and those required in the
regulations. When such information in-
cludes clinical investigations involving
human subjects, the information shall
include, with respect to each clinical
investigation, either a statement that
each investigation was conducted in
compliance with the requirements set
forth in part 56 of this chapter, or a
statement that the investigation is not
subject to such requirements in accord-
ance with §56.104 or §56.105 and a state-
ment that each investigation was con-
ducted in compliance with the require-
ments set forth in part 50 of this chap-
ter.
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(13) With respect to each nonclinical
laboratory study contained in the ap-
plication, either a statement that the
study was conducted in compliance
with the requirements set forth in part
58 of this chapter, or, if the study was
not conducted in compliance with such
regulations, a brief statement of the
reason for the noncompliance.

(d) Amendment or extension of an ex-
emption. An exemption is granted on
the basis of the information contained
in the orginal applicaion. Therefore, if
changes are needed in the radiation
safety specifications for the product, or
its use, or related radiation control
procedures such that the information
in the original application would no
longer be correct with respect to radi-
ation safety, the applicant shall submit
in advance of such changes a request
for an amendment to the exemption.
He also shall submit a request for ex-
tension of the exemption, if needed, at
least 60 days before the expiration
date. The application for amendment
or extension of an exemption shall in-
clude the following information:

(1) The exemption number and expi-
ration date.

(2) The amendment or extension re-
quested and basis for the amendment
or extension.

(3) If the radiation safety specifica-
tions for the product or class of prod-
ucts or the product’s or class of prod-
ucts’ use or related radiation control
procedures differ from the description
provided in the original application, a
description of such changes.

(e) Ruling on an application. (1) The
Director, Center for Devices and Radio-
logical Health, may grant an exemp-
tion including in the written notice of
exemption such conditions or terms as
may be necessary to protect the public
health and safety and shall notify the
applicant in writing of his action. The
conditions or terms of the exemption
may include specifications concerning
the manufacture, use, control, and dis-
posal of the excess or surplus exempted
product of class of products as provided
in the Code of Federal Regulations,
title 41, subtitle C. Each exemption
will be assigned an identifying number.

(2) The Director, Center for Devices
and Radiological Health, shall amend
or withdraw an exemption whenever he

§1010.13

determines that such action is nec-
essary to protect the public health or
otherwise is justified by provisions of
the act or this subchapter. Such action
shall become effective on the date spec-
ified in the written notice of the action
sent to the applicant, except that it
shall become effective immediately
when the Director determines that it is
necessary to prevent an imminent
health hazard.

(f) Identification of equipment covered
by exemption. The manufacturer of any
product for which an exemption is
granted shall provide the following
identification in the form of a tag or
label permanently affixed or inscribed
on such product so as to be legible and
readily accessible to view when the
product is fully assembled for use or in
such other manner as may be pre-
scribed in the exemption:

CAUTION

This electronic product has been exempted
from Food and Drug Administration radi-
ation safety performance standards pre-
scribed in the Code of Federal Regulations,
title 21, chapter |, subchapter J, pursuant to
Exemption No. s granted on

[42 FR 44229, Sept. 2, 1977; 42 FR 61257, Dec. 2,
1977, as amended at 44 FR 17657, Mar. 23, 1979;
46 FR 8460, 8958, Jan. 27, 1981; 50 FR 7518, Feb.
22, 1985; 50 FR 13564, Apr. 5, 1985; 53 FR 11254,
Apr. 6, 1988; 59 FR 14365, Mar. 28, 1994; 65 FR
17138, Mar. 31, 2000]

Subpart B—Alternate Test
Procedures

§1010.13 Special test procedures.

The Director, Center for Devices and
Radiological Health, may, on the basis
of a written application by a manufac-
turer, authorize test programs other
than those set forth in the standards
under this subchapter for an electronic
product if he determines that such
products are not susceptible to satis-
factory testing by the procedures set
forth in the standard and that the al-
ternative test procedures assure com-
pliance with the standard.

[40 FR 32257, July 31, 1975, as amended at 53
FR 11254, Apr. 6, 1988]
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Subpart C—Exportation of
Electronic Products

§1010.20 Electronic products intended

for export.
The performance standards pre-
scribed in this subchapter shall not

apply to any electronic product which
is intended solely for export if:

(@) Such product and the outside of
any shipping container used in the ex-
port of such product are labeled or
tagged to show that such product is in-
tended for export, and

(b) Such product meets all the appli-
cable requirements of the country to
which such product is intended for ex-
port.

[40 FR 32257, July 31, 1975]

PART 1020—PERFORMANCE
STANDARDS FOR IONIZING RADI-
ATION EMITTING PRODUCTS

Sec.

1020.10 Television receivers.

1020.20 Cold-cathode gas discharge tubes.

1020.30 Diagnostic x-ray systems and their
major components.

1020.31 Radiographic equipment.

1020.32 Fluoroscopic equipment.

1020.33 Computed tomography (CT) equip-
ment.

1020.40 Cabinet x-ray systems.

AUTHORITY: 21 U.S.C. 351, 352, 360e-360j,
360gg-360ss, 371, 381.

SOURCE: 38 FR 28632, Oct. 15, 1973, unless
otherwise noted.

§1020.10 Television receivers.

(a) Applicability. The provisions of
this section are applicable to television
receivers manufactured subsequent to
January 15, 1970.

(b) Definitions. (1) External surface
means the cabinet or enclosure pro-
vided by the manufacturer as part of
the receiver. If a cabinet or enclosure
is not provided as part of the receiver,
the external surface shall be considered
to be a hypothetical cabinet, the plane
surfaces of which are located at those
minimum distances from the chassis
sufficient to enclose all components of
the receiver except that portion of the
neck and socket of the cathode-ray
tube which normally extends beyond
the plane surfaces of the enclosure.

21 CFR Ch. | (4-1-04 Edition)

(2) Maximum test voltage means 130
root mean square volts if the receiver
is designed to operate from nominal 110
to 120 root mean square volt power
sources. If the receiver is designed to
operate from a power source having
some voltage other than from nominal
110 to 120 root mean square volts, max-
imum test voltage means 110 percent of
the nominal root mean square voltage
specified by the manufacturer for the
power source.

(3) Service controls means all of those
controls on a television receiver pro-
vided by the manufacturer for purposes
of adjustment which, under normal
usage, are not accessible to the user.

(4) Television receiver means an elec-
tronic product designed to receive and
display a television picture through
broadcast, cable, or closed circuit tele-
vision.

(5) Usable picture means a picture in
synchronization and transmitting
viewable intelligence.

(6) User controls means all of those
controls on a television receiver, pro-
vided by the manufacturer for purposes
of adjustment, which on a fully assem-
bled receiver under normal usage, are
accessible to the user.

(¢) Requirements—(1) Exposure rate
limit. Radiation exposure rates pro-
duced by a television receiver shall not
exceed 0.5 milliroentgens per hour at a
distance of five (5) centimeters from
any point on the external surface of
the receiver, as measured in accord-
ance with this section.

(2) Measurements. Compliance with
the exposure rate limit defined in para-
graph (c)(1) of this section shall be de-
termined by measurements made with
an instrument, the radiation sensitive
volume of which shall have a cross sec-
tion parallel to the external surface of
the receiver with an area of ten (10)
square centimeters and no dimension
larger than five (5) centimeters. Meas-
urements made with instruments hav-
ing other areas must be corrected for
spatial nonuniformity of the radiation
field to obtain the exposure rate aver-
age over a ten (10) square centimeter
area.

(3) Test conditions. All measurements
shall be made with the receiver dis-
playing a usable picture and with the
power source operated at supply
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releasing the devices to any person who
received the original detention order or
that person’s representative and will
remove, or authorize in writing the re-
moval of, the required labels or tags.

(k) Recordkeeping requirements. (1)
After issuance of a detention order
under paragraph (d) of this section, the
owner, operator, or agent is charge of
any factory, warehouse, other estab-
lishment, or consulting laboratory
where detained devices are manufac-
tured, processed, packed, or held shall
have, or establish, and maintain ade-
quate records relating to how the de-
tained devices may have become adul-
terated or misbranded, records on any
distribution of the devices before and
after the detention period, records on
the correlation of any in-process de-
tained devices that are put in final
form under paragraph (h) of this sec-
tion to the completed devices, records
of any changes in, or processing of, the
devices permitted under the detention
order, and records of any other move-
ment under paragraph (h) of this sec-
tion. Records required under this para-
graph shall be provided to the FDA on
request for review and copying. Any
FDA request for access to records re-
quired under this paragraph shall be
made at a reasonable time, shall state
the reason or purpose for the request,
and shall identify to the fullest extent
practicable the information or type of
information sought in the records to
which access is requested.

(2) Records required under this para-
graph shall be maintained for a max-
imum period of 2 years after the
issuance of the detention order or for
such other shorter period as FDA di-
rects. When FDA terminates the deten-
tion or when the detention period ex-
pires, whichever occurs first, FDA will
advise all persons required under this
paragraph to keep records concerning
that detention whether further record-
keeping is required for the remainder
of the 2-year, or shorter, period. FDA
ordinarily will not require further rec-
ordkeeping if the agency determines
that the devices are not adulterated or
misbranded or that recordkeeping is
not necessary to protect the public
health, unless the records are required
under other regulations in this chapter

13
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(e.g., the good manufacturing practice
regulation in part 820 of this chapter).

[44 FR 13239, Mar. 9, 1979, as amended at 49
FR 3174, Jan. 26, 1984]

PART 801—LABELING

Subpart A—General Labeling Provisions

Sec.

801.1 Medical devices; name and place of
business of manufacturer, packer or dis-
tributor.

801.4 Meaning of intended uses.

801.5 Medical devices; adequate directions
for use.
801.6 Medical
ments.
801.15 Medical devices; prominence of re-

quired label statements.

801.16 Medical devices; Spanish-language
version of certain required statements.

devices; misleading state-

Subpart B [Reserved]

Subpart C—Labeling Requirements for
Over-the-Counter Devices

801.60 Principal display panel.

801.61 Statement of identity.

801.62 Declaration of net quantity of con-
tents.

801.63 Medical devices; warning statements
for devices containing or manufactured
with chlorofluorocarbons and other class
| ozone-depleting substances.

Subpart D—Exemptions From Adequate
Directions for Use

801.109 Prescription devices.

801.110 Retail exemption for prescription de-
vices.

801.116 Medical devices having commonly
known directions.

801.119 In vitro diagnostic products.

801.122 Medical devices for processing, re-
packing, or manufacturing.

801.125 Medical devices for use in teaching,
law enforcement, research, and analysis.

801.127 Medical devices; expiration of ex-
emptions.

Subpart E—Other Exemptions

801.150 Medical devices; label-

ing, or repacking.

processing,

Subparts F-G [Reserved]

Subpart H—Special Requirements for
Specific Devices

801.405 Labeling of articles intended for lay
use in the repairing and/or refitting of
dentures.
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801.410 Use of impact-resistant
eyeglasses and sunglasses.
801.415 Maximum acceptable level of ozone.

800.417 Chlorofluorocarbon propellants.
801.420 Hearing aid devices; professional and
patient labeling.

801.421 Hearing aid devices; conditions for
sale.
801.430 User
pons.
801.433 Warning statements for prescription

and restricted device products containing
or manufactured with
chlorofluorocarbons or other ozone-de-
pleting substances.
801.435 User labeling for latex condoms.
801.437 User labeling for devices that con-
tain natural rubber.

AUTHORITY: 21 U.S.C. 321, 331, 351, 352, 360i,
360j, 371, 374.

SOURCE: 41 FR 6896, Feb. 13, 1976, unless
otherwise noted.

lenses in

labeling for menstrual tam-

Subpart A—General Labeling
Provisions

§801.1 Medical devices; name and
place of business of manufacturer,
packer or distributor.

(@) The label of a device in package
form shall specify conspicuously the
name and place of business of the man-
ufacturer, packer, or distributor.

(b) The requirement for declaration
of the name of the manufacturer, pack-
er, or distributor shall be deemed to be
satisfied, in the case of a corporation,
only by the actual corporate name
which may be preceded or followed by
the name of the particular division of
the corporation. Abbreviations for
“Company,” “Incorporated,” etc., may
be used and “The” may be omitted. In
the case of an individual, partnership,
or association, the name under which
the business is conducted shall be used.

(c) Where a device is not manufac-
tured by the person whose name ap-
pears on the label, the name shall be
qualified by a phrase that reveals the
connection such person has with such
device; such as, “Manufactured for

?, “Distributed by 7, or
any other wording that expresses the
facts.

(d) The statement of the place of
business shall include the street ad-
dress, city, State, and Zip Code; how-
ever, the street address may be omitted
if it is shown in a current city direc-
tory or telephone directory. The re-
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quirement for inclusion of the ZIP
Code shall apply only to consumer
commodity labels developed or revised
after the effective date of this section.
In the case of nonconsumer packages,
the ZIP Code shall appear on either the
label or the labeling (including the in-
voice).

(e) If a person manufactures, packs,
or distributes a device at a place other
than his principal place of business, the
label may state the principal place of
business in lieu of the actual place
where such device was manufactured or
packed or is to be distributed, unless
such statement would be misleading.

§801.4 Meaning of “intended uses.”

The words intended uses or words of
similar import in §§801.5, 801.119, and
801.122 refer to the objective intent of
the persons legally responsible for the
labeling of devices. The intent is deter-
mined by such persons’ expressions or
may be shown by the circumstances
surrounding the distribution of the ar-
ticle. This objective intent may, for ex-
ample, be shown by labeling claims, ad-
vertising matter, or oral or written
statements by such persons or their
representatives. It may be shown by
the circumstances that the article is,
with the knowledge of such persons or
their representatives, offered and used
for a purpose for which it is neither la-
beled nor advertised. The intended uses
of an article may change after it has
been introduced into interstate com-
merce by its manufacturer. If, for ex-
ample, a packer, distributor, or seller
intends an article for different uses
than those intended by the person from
whom he received the devices, such
packer, distributor, or seller is re-
quired to supply adequate labeling in
accordance with the new intended uses.
But if a manufacturer knows, or has
knowledge of facts that would give him
notice that a device introduced into
interstate commerce by him is to be
used for conditions, purposes, or uses
other than the ones for which he offers
it, he is required to provide adequate
labeling for such a device which ac-
cords with such other uses to which the
article is to be put.
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§801.5 Medical devices; adequate di-
rections for use.

Adequate directions for use means di-
rections under which the layman can
use a device safely and for the purposes
for which it is intended. Section 801.4
defines intended use. Directions for use
may be inadequate because, among
other reasons, of omission, in whole or
in part, or incorrect specification of:

(a) Statements of all conditions, pur-
poses, or uses for which such device is
intended, including conditions, pur-
poses, or uses for which it is prescribed,
recommended, or suggested in its oral,
written, printed, or graphic adver-
tising, and conditions, purposes, or
uses for which the device is commonly
used; except that such statements shall
not refer to conditions, uses, or pur-
poses for which the device can be safely
used only under the supervision of a
practitioner licensed by law and for
which it is advertised solely to such
practitioner.

(b) Quantity of dose, including usual
quantities for each of the uses for
which it is intended and usual quan-
tities for persons of different ages and
different physical conditions.

(c) Frequency of administration or
application.

(d) Duration of administration or ap-
plication.

(e) Time of administration or appli-
cation, in relation to time of meals,
time of onset of symptoms, or other
time factors.

(f) Route or method of administra-
tion or application.

(9) Preparation for use, i.e., adjust-
ment of temperature, or other manipu-
lation or process.

§801.6 Medical
statements.

Among representations in the label-
ing of a device which render such de-
vice misbranded is a false or mis-
leading representation with respect to
another device or a drug or food or cos-
metic.

devices; misleading

§801.15 Medical devices; prominence
of required label statements.

(a) A word, statement, or other infor-
mation required by or under authority
of the act to appear on the label may
lack that prominence and conspicuous-
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ness required by section 502(c) of the
act by reason, among other reasons, of:

(1) The failure of such word, state-
ment, or information to appear on the
part or panel of the label which is pre-
sented or displayed under customary
conditions of purchase;

(2) The failure of such word, state-
ment, or information to appear on two
or more parts or panels of the label,
each of which has sufficient space
therefor, and each of which is so de-
signed as to render it likely to be,
under customary conditions of pur-
chase, the part or panel displayed,;

(3) The failure of the label to extend
over the area of the container or pack-
age available for such extension, so as
to provide sufficient label space for the
prominent placing of such word, state-
ment, or information;

(4) Insufficiency of label space for the
prominent placing of such word, state-
ment, or information, resulting from
the use of label space for any word,
statement, design, or device which is
not required by or under authority of
the act to appear on the label;

(5) Insufficiency of label space for the
placing of such word, statement, or in-
formation, resulting from the use of
label space to give materially greater
conspicuousness to any other word,
statement, or information, or to any
design or device; or

(6) Smallness or style of type in
which such word, statement, or infor-
mation appears, insufficient back-
ground contrast, obscuring designs or
vignettes, or crowding with other writ-
ten, printed, or graphic matter.

(b) No exemption depending on insuf-
ficiency of label space, as prescribed in
regulations promulgated under section
502(b) of the act, shall apply if such in-
sufficiency is caused by:

(1) The use of label space for any
word, statement, design, or device
which is not required by or under au-
thority of the act to appear on the
label;

(2) The use of label space to give
greater conspicuousness to any word,
statement, or other information than
is required by section 502(c) of the act;
or

(3) The use of label space for any rep-
resentation in a foreign language.
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(c)(1) Al words, statements, and
other information required by or under
authority of the act to appear on the
label or labeling shall appear thereon
in the English language: Provided, how-
ever, That in the case of articles dis-
tributed solely in the Commonwealth
of Puerto Rico or in a Territory where
the predominant language is one other
than English, the predominant lan-
guage may be substituted for English.

(2) If the label contains any represen-
tation in a foreign language, all words,
statements, and other information re-
quired by or under authority of the act
to appear on the label shall appear
thereon in the foreign language.

(3) If the labeling contains any rep-
resentation in a foreign language, all
words, statements, and other informa-
tion required by or under authority of
the act to appear on the label or label-
ing shall appear on the labeling in the
foreign language.

§801.16 Medical devices; Spanish-lan-
guage version of certain required
statements.

If devices restricted to prescription
use only are labeled solely in Spanish
for distribution in the Commonwealth
of Puerto Rico where Spanish is the
predominant language, such labeling is
authorized under §801.15(c).

Subpart B [Reserved]

Subpart C—Labeling Require-
ments for Over-the-Counter
Devices

§801.60 Principal display panel.

The term principal display panel, as it
applies to over-the-counter devices in
package form and as used in this part,
means the part of a label that is most
likely to be displayed, presented,
shown, or examined under customary
conditions of display for retail sale.
The principal display panel shall be
large enough to accommodate all the
mandatory label information required
to be placed thereon by this part with
clarity and conspicuousness and with-
out obscuring designs, vignettes, or
crowding. Where packages bear alter-
nate principal display panels, informa-
tion required to be placed on the prin-
cipal display panel shall be duplicated
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on each principal display panel. For
the purpose of obtaining uniform type
size in declaring the quantity of con-
tents for all packages of substantially
the same size, the term area of the prin-
cipal display panel means the area of
the side or surface that bears the prin-
cipal display panel, which area shall
be:

(a) In the case of a rectangular pack-
age where one entire side properly can
be considered to be the principal dis-
play panel side, the product of the
height times the width of that side;

(b) In the case of a cylindrical or
nearly cylindrical container, 40 percent
of the product of the height of the con-
tainer times the circumference; and

(¢) In the case of any other shape of
container, 40 percent of the total sur-
face of the container: Provided, how-
ever, That where such container pre-
sents an obvious “principal display
panel” such as the top of a triangular
or circular package, the area shall con-
sist of the entire top surface.

In determining the area of the prin-
cipal display panel, exclude tops, bot-
toms, flanges at the tops and bottoms
of cans, and shoulders and necks of bot-
tles or jars. In the case of cylindrical
or nearly cylindrical containers, infor-
mation required by this part to appear
on the principal display panel shall ap-
pear within that 40 percent of the cir-
cumference which is most likely to be
displayed, presented, shown, or exam-
ined under customary conditions of dis-
play for retail sale.

§801.61 Statement of identity.

(a) The principal display panel of an
over-the-counter device in package
form shall bear as one of its principal
features a statement of the identity of
the commodity.

(b) Such statement of identity shall
be in terms of the common name of the
device followed by an accurate state-
ment of the principal intended ac-
tion(s) of the device. Such statement
shall be placed in direct conjunction
with the most prominent display of the
name and shall employ terms descrip-
tive of the principal intended action(s).
The indications for use shall be in-
cluded in the directions for use of the
device, as required by section 502(f)(1)
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of the act and by the regulations in
this part.

(c) The statement of identity shall be
presented in bold face type on the prin-
cipal display panel, shall be in a size
reasonably related to the most promi-
nent printed matter on such panel, and
shall be in lines generally parallel to
the base on which the package rests as
it is designed to be displayed.

§801.62 Declaration of net quantity of
contents.

(a) The label of an over-the-counter
device in package form shall bear a
declaration of the net quantity of con-
tents. This shall be expressed in the
terms of weight, measure, numerical
count, or a combination of numerical
count and weight, measure, or size:
Provided, That:

(1) In the case of a firmly established
general consumer usage and trade cus-
tom of declaring the quantity of a de-
vice in terms of linear measure or
measure of area, such respective term
may be used. Such term shall be aug-
mented when necessary for accuracy of
information by a statement of the
weight, measure, or size of the indi-
vidual units or of the entire device.

(2) If the declaration of contents for a
device by numerical count does not
give accurate information as to the
quantity of the device in the package,
it shall be augmented by such state-
ment of weight, measure, or size of the
individual units or of the total weight,
measure, or size of the device as will
give such information; for example,
“100 tongue depressors, adult size”, “1
rectal syringe, adult size”, etc. When-
ever the Commissioner determines for
a specific packaged device that an ex-
isting practice of declaring net quan-
tity of contents by weight, measure,
numerical count, or a combination of
these does not facilitate value
comparisions by consumers, he shall by
regulation designate the appropriate
term or terms to be used for such arti-
cle.

(b) Statements of weight of the con-
tents shall be expressed in terms of av-
oirdupois pound and ounce. A state-
ment of liquid measure of the contents
shall be expressed in terms of the U.S.
gallon of 231 cubic inches and quart,
pint, and fluid-ounce subdivisions
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thereof, and shall express the volume
at 68 °F (20 °C). See also paragraph (p)
of this section.

(c¢) The declaration may contain com-
mon or decimal fractions. A common
fraction shall be in terms of halves,
quarters, eighths, sixteenths, or thirty-
seconds; except that if there exists a
firmly established, general consumer
usage and trade custom of employing
different common fractions in the net
quantity declaration of a particular
commodity, they may be employed. A
common fraction shall be reduced to
its lowest terms; a decimal fraction
shall not be carried out to more than
two places. A statement that includes
small fractions of an ounce shall be
deemed to permit smaller variations
than one which does not include such
fractions.

(d) The declaration shall be located
on the principal display panel of the
label, and with respect to packages
bearing alternate principal panels it
shall be duplicated on each principal
display panel.

(e) The declaration shall appear as a
distinct item on the principal display
panel, shall be separated, by at least a
space equal to the height of the let-
tering used in the declaration, from
other printed label information appear-
ing above or below the declaration and,
by at least a space equal to twice the
width of the letter “N” of the style of
type used in the quantity of contents
statement, from other printed label in-
formation appearing to the left or right
of the declaration. It shall not include
any term qualifying a unit of weight,
measure, or count, such as “giant pint”
and “full quart”, that tends to exag-
gerate. It shall be placed on the prin-
cipal display panel within the bottom
30 percent of the area of the label panel
in lines generally parallel to the base
on which the package rests as it is de-
signed to be displayed: Provided, That:

(1) On packages having a principal
display panel of 5 square inches or less
the requirement for placement within
the bottom 30 percent of the area of the
label panel shall not apply when the
declaration of net quantity of contents
meets the other requirements of this
part; and

(2) In the case of a device that is mar-
keted with both outer and inner retail
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containers bearing the mandatory label
information required by this part and
the inner container is not intended to
be sold separately, the net quantity of
contents placement requirement of this
section applicable to such inner con-
tainer is waived.

(3) The principal display panel of a
device marketed on a display card to
which the immediate container is af-
fixed may be considered to be the dis-
play panel of the card, and the type
size of the net quantity of contents
statement is governed by the dimen-
sions of the display card.

(f) The declaration shall accurately
reveal the quantity of device in the
package exclusive of wrappers and
other material packed therewith.

(9) The declaration shall appear in
conspicuous and easily legible boldface
print or type in distinct contrast (by
typography, layout, color, embossing,
or molding) to other matter on the
package; except that a declaration of
net quantity blown, embossed, or mold-
ed on a glass or plastic surface is per-
missible when all label information is
so formed on the surface. Requirements
of conspicuousness and legibility shall
include the specifications that:

(1) The ratio of height to width of the
letter shall not exceed a differential of
3 units to 1 unit, i.e., no more than 3
times as high as it is wide.

(2) Letter heights pertain to upper
case or capital letters. When upper and
lower case or all lower case letters are
used, it is the lower case letter “0” or
its equivalent that shall meet the min-
imum standards.

(3) When fractions are used, each
component numeral shall meet one-
half the minimum height standards.

(h) The declaration shall be in letters
and numerals in a type size established
in relationship to the area of the prin-
cipal display panel of the package and
shall be uniform for all packages of
substantially the same size by com-
plying with the following type speci-
fications:

(1) Not less than one-sixteenth inch
in height on packages the principal dis-
play panel of which has an area of 5
square inches or less.

(2) Not less than one-eighth inch in
height on packages the principal dis-
play panel of which has an area of more
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than 5 but not more than 25 square
inches.

(3) Not less than three-sixteenths
inch in height on packages the prin-
cipal display panel of which has an
area of more than 25 but not more than
100 square inches.

(4) Not less than one-fourth inch in

height on packages the principal dis-
play panel of which has an area of more
than 100 square inches, except not less
than one-half inch in height if the area
is more than 400 square inches.
Where the declaration is blown, em-
bossed, or molded on a glass or plastic
surface rather than by printing, typ-
ing, or coloring, the lettering sizes
specified in paragraphs (h)(1) through
(4) of this section shall be increased by
one-sixteenth of an inch.

(i) On packages containing less than
4 pounds or 1 gallon and labeled in
terms of weight or fluid measure:

(1) The declaration shall be expressed
both in ounces, with identification by
weight or by liquid measure and, if ap-
plicable (1 pound or 1 pint or more) fol-
lowed in parentheses by a declaration
in pounds for weight units, with any re-
mainder in terms of ounces or common
or decimal fractions of the pound (see
examples set forth in paragraphs (k) (1)
and (2) of this section), or in the case of
liquid measure, in the largest whole
units (quarts, quarts and pints, or
pints, as appropriate) with any remain-
der in terms of fluid ounces or common
or decimal fractions of the pint or
quart (see examples set forth in para-
graphs (k) (3) and (4) of this section). If
the net weight of the package is less
than 1 ounce avoirdupois or the net
fluid measure is less than 1 fluid ounce,
the declaration shall be in terms of
common or decimal fractions of the re-
spective ounce and not in terms of
drams.

(2) The declaration may appear in
more than one line. The term “net
weight” shall be used when stating the
net quantity of contents in terms of
weight. Use of the terms “net” or “net
contents” in terms of fluid measure or
numerical count is optional. It is suffi-
cient to distinguish avoirdupois ounce
from fluid ounce through association of
terms; for example, “Net wt. 6 0z” or “6
oz net wt.,” and “6 fl 0oz” or “net con-
tents 6 fl 0z.”
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(J) On packages containing 4 pounds
or 1 gallon or more and labeled in
terms of weight or fluid measure, the
declaration shall be expressed in
pounds for weight units with any re-
mainder in terms of ounces or common
or decimal fractions of the pound; in
the case of fluid measure, it shall be
expressed in the largest whole unit,
i.e., gallons, followed by common or
decimal fractions of a gallon or by the
next smaller whole unit or units
(quarts or quarts and pints), with any
remainder in terms of fluid ounces or
common or decimal fractions of the
pint or quart; see paragraph (k)(5) of
this section.

(k) Examples: (1) A declaration of 1%
pounds weight shall be expressed as
“net wt. 24 oz (1 Ib 8 0z),” or “Net wt. 24
0z (1% Ib)” or “Net wt. 24 oz (1.5 Ib).”

(2) A declaration of three-fourths
pound avoirdupois weight shall be ex-
pressed as “Net wt. 12 0z.”.

(3) A declaration of 1 quart liquid
measure shall be expressed as “Net con-
tents 32 fl oz (1 qt)” or “32 fl oz (1 qt).”

(4) A declaration of 1% quarts liquid
measure shall be expressed as, “Net
contents 56 fl oz (1 gt 1 pt 8 0z)” or “Net
contents 56 fl oz (1 gt 1.5 pt),” but not
in terms of quart and ounce such as
“Net contents 56 fl oz (1 gt 24 0z).”

(5) A declaration of 2% gallons liquid
measure shall be expressed as “Net con-
tents 2 gal 2 gt”, “Net contents 2.5 gal-
lons,” or “Net contents 2% gal” but not
as “2 gal 4 pt”.

() For quantities, the following ab-
breviations and none other may be em-

ployed. Periods and plural forms are
optional:

gallon gal liter |

milliliter ml cubic centimeter cc
quart gt yard yd

pint pt feet or foot ft
ounce 0z inch in

pound |b meter m

grain gr centimeter cm
kilogram kg millimeter mm
gram g fluid fl

milligram mg square sq
microgram mcg weight wt

(m) On packages labeled in terms of
linear measure, the declaration shall
be expressed both in terms of inches
and, if applicable (1 foot or more), the
largest whole units (yards, yards and
feet, feet). The declaration in terms of
the largest whole units shall be in pa-
rentheses following the declaration in
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terms of inches and any remainder
shall be in terms of inches or common
or decimal fractions of the foot or
yard; if applicable, as in the case of ad-
hesive tape, the initial declaration in
linear inches shall be preceded by a
statement of the width. Examples of
linear measure are “86 inches (2 yd 1 ft
2 in)”, “90 inches (2% yd)”, “30 inches (2.5
ft)”, “¥ inch by 36 in (1 yd)”, etc.

(n) On packages labeled in terms of
area measure, the declaration shall be
expressed both in terms of square
inches and, if applicable (1 square foot
or more), the largest whole square unit
(square yards, square yards and square
feet, square feet). The declaration in
terms of the largest whole units shall
be in parentheses following the dec-
laration in terms of square inches and
any remainder shall be in terms of
square inches or common or decimal
fractions of the square foot or square
yard; for example, “158 sq inches (1 sq ft
14 sq in)”.

(0) Nothing in this section shall pro-
hibit supplemental statements at loca-
tions other than the principal display
panel(s) describing in nondeceptive
terms the net quantity of contents,
provided that such supplemental state-
ments of net quantity of contents shall
not include any term qualifying a unit
of weight, measure, or count that tends
to exaggerate the amount of the device
contained in the package; for example,
“giant pint” and “full quart”. Dual or
combination declarations of net quan-
tity of contents as provided for in para-
graphs (a) and (i) of this section are not
regarded as supplemental net quantity
statements and shall be located on the
principal display panel.

(p) A separate statement of net quan-
tity of contents in terms of the metric
system of weight or measure is not re-
garded as a supplemental statement
and an accurate statement of the net
quantity of contents in terms of the
metric system of weight or measure
may also appear on the principal dis-
play panel or on other panels.

(g) The declaration of net quantity of
contents shall express an accurate
statement of the quantity of contents
of the package. Reasonable variations
caused by loss or gain of moisture dur-
ing the course of good distribution
practice or by unavoidable deviations
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in good manufacturing practice will be
recognized. Variations from stated
quantity of contents shall not be un-
reasonably large.

§801.63 Medical devices; warning
statements for devices containing
or manufactured with
chlorofluorocarbons and other class
I ozone-depleting substances.

(a) All over-the-counter devices con-
taining or manufactured with
chlorofluorocarbons, halons, carbon
tetrachloride, methyl chloride, or any
other class | substance designated by
the Environmental Protection Agency
(EPA) shall carry one of the following
warnings:

(1) The EPA warning statement:

WARNING: Contains [or Manufactured with,
if applicable] [insert name of substance], a sub-
stance which harms public health and envi-
ronment by destroying ozone in the upper at-
mosphere.

(2) The alternative statement:

NOTE: The indented statement below is re-
quired by the Federal government’s Clean
Air Act for all products containing or manu-
factured with chlorofluorocarbons (CFC’s)
[or other class | substance, if applicable]:

WARNING: Contains [or Manufactured with,
if applicable] [insert name of substance], a sub-
stance which harms public health and envi-
ronment by destroying ozone in the upper at-
mosphere.

CONSULT WITH YOUR PHYSICIAN,
HEALTH PROFESSIONAL, OR SUPPLIER
IF YOU HAVE ANY QUESTION ABOUT THE
USE OF THIS PRODUCT.

(b) The warning statement shall be
clearly legible and conspicuous on the
product, its immediate container, its
outer packaging, or other labeling in
accordance with the requirements of 40
CFR part 82 and appear with such
prominence and conspicuousness as to
render it likely to be read and under-
stood by consumers under normal con-
ditions of purchase. This provision does
not replace or relieve a person from
any requirements imposed under 40
CFR part 82.

[61 FR 20101, May 3, 1996]
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Subpart D—Exemptions From
Adequate Directions for Use

§801.109 Prescription devices.

A device which, because of any poten-
tiality for harmful effect, or the meth-
od of its use, or the collateral measures
necessary to its use is not safe except
under the supervision of a practitioner
licensed by law to direct the use of
such device, and hence for which “ade-
quate directions for use” cannot be pre-
pared, shall be exempt from section
502(f)(1) of the act if all the following
conditions are met:

(a) The device is:

(1)(i) In the possession of a person, or
his agents or employees, regularly and
lawfully engaged in the manufacture,
transportation, storage, or wholesale
or retail distribution of such device; or

(ii) In the possession of a practi-
tioner, such as physicians, dentists,
and veterinarians, licensed by law to
use or order the use of such device; and

(2) Is to be sold only to or on the pre-
scription or other order of such practi-
tioner for use in the course of his pro-
fessional practice.

(b) The label of the device, other than
surgical instruments, bears:

(1) The statement “Caution: Federal
law restricts this device to sale by or
on the order of a ”, the blank to
be filled with the word “physician”,
“dentist”, “veterinarian”, or with the
descriptive designation of any other
practitioner licensed by the law of the
State in which he practices to use or
order the use of the device; and

(2) The method of its application or
use.

(c) Labeling on or within the package
from which the device is to be dis-
pensed bears information for use, in-
cluding indications, effects, routes,
methods, and frequency and duration
of administration, and any relevant
hazards, contraindications, side effects,
and precautions under which practi-
tioners licensed by law to administer
the device can use the device safely
and for the purpose for which it is in-
tended, including all purposes for
which it is advertised or represented:
Provided, however, That such informa-
tion may be omitted from the dis-
pensing package if, but only if, the ar-
ticle is a device for which directions,
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hazards, warnings, and other informa-
tion are commonly known to practi-
tioners licensed by law to use the de-
vice. Upon written request, stating rea-
sonable grounds therefor, the Commis-
sioner will offer an opinion on a pro-
posal to omit such information from
the dispensing package under this pro-
Viso.

(d) Any labeling, as defined in section
201(m) of the act, whether or not it is
on or within a package from which the
device is to be dispensed, distributed by
or on behalf of the manufacturer, pack-
er, or distributor of the device, that
furnishes or purports to furnish infor-
mation for use of the device contains
adequate information for such use, in-
cluding indications, effects, routes,
methods, and frequency and duration
of administration and any relevant
hazards, contraindications, side effects,
and precautions, under which practi-
tioners licensed by law to employ the
device can use the device safely and for
the purposes for which it is intended,
including all purposes for which it is
advertised or represented. This infor-
mation will not be required on so-
called reminder—piece labeling which
calls attention to the name of the de-
vice but does not include indications or
other use information.

(e) AIl labeling, except labels and
cartons, bearing information for use of
the device also bears the date of the
issuance or the date of the latest revi-
sion of such labeling.

§801.110 Retail exemption for pre-
scription devices.

A device subject to §801.109 shall be
exempt at the time of delivery to the
ultimate purchaser or user from sec-
tion 502(f)(1) of the act if it is delivered
by a licensed practitioner in the course
of his professional practice or upon a
prescription or other order lawfully
issued in the course of his professional
practice, with labeling bearing the
name and address of such licensed prac-
titioner and the directions for use and
cautionary statements, if any, con-
tained in such order.

§801.116 Medical devices having com-
monly known directions.

A device shall be exempt from sec-
tion 502(f)(1) of the act insofar as ade-
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quate directions for common uses
thereof are known to the ordinary indi-
vidual.

§801.119 In vitro diagnostic products.

A product intended for use in the di-
agnosis of disease and which is an in
vitro diagnostic product as defined in
§809.3(a) of this chapter shall be
deemed to be in compliance with the
requirements of this section and sec-
tion 502(f)(1) of the act if it meets the
requirements of §809.10 of this chapter.

§801.122 Medical devices for proc-
essing, repacking, or manufac-
turing.

A device intended for processing, re-
packing, or use in the manufacture of
another drug or device shall be exempt
from section 502(f)(1) of the act if its
label bears the statement “Caution: For
manufacturing, processing, or repack-
ing”.

§801.125 Medical devices for use in
teaching, law enforcement, re-
search, and analysis.

A device subject to §801.109 shall be
exempt from section 502(f)(1) of this act
if shipped or sold to, or in the posses-
sion of, persons regularly and lawfully
engaged in instruction in pharmacy,
chemistry, or medicine not involving
clinical use, or engaged in law enforce-
ment, or in research not involving clin-
ical use, or in chemical analysis, or
physical testing, and is to be used only
for such instruction, law enforcement,
research, analysis, or testing.

§801.127 Medical devices;
of exemptions.

expiration

(a) If a shipment or delivery, or any
part thereof, of a device which is ex-
empt under the regulations in this sec-
tion is made to a person in whose pos-
session the article is not exempt, or is
made for any purpose other than those
specified, such exemption shall expire,
with respect to such shipment or deliv-
ery or part thereof, at the beginning of
that shipment or delivery. The causing
of an exemption to expire shall be con-
sidered an act which results in such de-
vice being misbranded unless it is dis-
posed of under circumstances in which
it ceases to be a drug or device.



§801.150

(b) The exemptions conferred by
§§801.119, 801.122, and 801.125 shall con-
tinue until the devices are used for the
purposes for which they are exempted,
or until they are relabeled to comply
with section 502(f)(1) of the act. If, how-
ever, the device is converted, or manu-
factured into a form limited to pre-
scription dispensing, no exemption
shall thereafter apply to the article un-
less the device is labeled as required by
§801.109.

Subpart E—Other Exemptions

§801.150 Medical devices; processing,
labeling, or repacking.

(a) Except as provided by paragraphs
(b) and (c) of this section, a shipment
or other delivery of a device which is,
in accordance with the practice of the
trade, to be processed, labeled, or re-
packed, in substantial quantity at an
establishment other than that where
originally processed or packed, shall be
exempt, during the time of introduc-
tion into and movement in interstate
commerce and the time of holding in
such establishment, from compliance
with the labeling and packaging re-
quirements of section 502(b) and (f) of
the act if:

(1) The person who introduced such
shipment or delivery into interstate
commerce is the operator of the estab-
lishment where such device is to be
processed, labeled, or repacked; or

(2) In case such person is not such op-
erator, such shipment or delivery is
made to such establishment under a
written agreement, signed by and con-
taining the post office addresses of
such person and such operator, and
containing such specifications for the
processing, labeling, or repacking, as
the case may be, of such device in such
establishment as will insure, if such
specifications are followed, that such
device will not be adulterated or mis-
branded within the meaning of the act
upon completion of such processing, la-
beling, or repacking. Such person and
such operator shall each keep a copy of
such agreement until 2 years after the
final shipment or delivery of such de-
vice from such establishment, and shall
make such copies available for inspec-
tion at any reasonable hour to any offi-
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cer or employee of the Department who
requests them.

(b) An exemption of a shipment or
other delivery of a device under para-
graph (a)(1) of this section shall, at the
beginning of the act of removing such
shipment or delivery, or any part
thereof, from such establishment, be-
come void ab initio if the device com-
prising such shipment, delivery, or part
is adulterated or misbranded within
the meaning of the act when so re-
moved.

(c) An exemption of a shipment or
other delivery of a device under para-
graph (a)(2) of this section shall be-
come void ab initio with respect to the
person who introduced such shipment
or delivery into interstate commerce
upon refusal by such person to make
available for inspection a copy of the
agreement, as required by such para-
graph (a)(2).

(d) An exemption of a shipment or
other delivery of a device under para-
graph (a)(2) of this section shall expire:

(1) At the beginning of the act of re-
moving such shipment or delivery, or
any part thereof, from such establish-
ment if the device comprising such
shipment, delivery, or part is adulter-
ated or misbranded within the meaning
of the act when so removed; or

(2) Upon refusal by the operator of
the establishment where such device is
to be processed, labeled, or repacked,
to make available for inspection a copy
of the agreement, as required by such
clause.

(e) As it is a common industry prac-
tice to manufacture and/or assemble,
package, and fully label a device as
sterile at one establishment and then
ship such device in interstate com-
merce to another establishment or to a
contract sterilizer for sterilization, the
Food and Drug Administration will ini-
tiate no regulatory action against the
device as misbranded or adulterated
when the nonsterile device is labeled
sterile, provided all the following con-
ditions are met:

(1) There is in effect a written agree-
ment which:

(i) Contains the names and post office
addresses of the firms involved and is
signed by the person authorizing such
shipment and the operator or person in
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charge of the establishment receiving
the devices for sterilization.

(ii) Provides instructions for main-
taining proper records or otherwise ac-
counting for the number of units in
each shipment to insure that the num-
ber of units shipped is the same as the
number received and sterilized.

(iii) Acknowledges that the device is
nonsterile and is being shipped for fur-
ther processing, and

(iv) States in detail the sterilization
process, the gaseous mixture or other
media, the equipment, and the testing
method or quality controls to be used
by the contract sterilizer to assure
that the device will be brought into
full compliance with the Federal Food,
Drug, and Cosmetic Act.

(2) Each pallet, carton, or other des-
ignated unit is conspicuously marked
to show its nonsterile nature when it is
introduced into and is moving in inter-
state commerce, and while it is being
held prior to sterilization. Following
sterilization, and until such time as it
is established that the device is sterile
and can be released from quarantine,
each pallet, carton, or other designated
unit is conspicuously marked to show
that it has not been released from
quarantine, e.g., “sterilized—awaiting
test results” or an equivalent designa-
tion.

Subparts F-G [Reserved]

Subpart H—Special Requirements
for Specific Devices

§801.405 Labeling of articles intended
for lay use in the repairing and/or
refitting of dentures.

(a) The American Dental Association
and leading dental authorities have ad-
vised the Food and Drug Administra-
tion of their concern regarding the
safety of denture reliners, repair Kits,
pads, cushions, and other articles mar-
keted and labeled for lay use in the re-
pairing, refitting, or cushioning of ill-
fitting, broken, or irritating dentures.
It is the opinion of dental authorities
and the Food and Drug Administration
that to properly repair and properly
refit dentures a person must have pro-
fessional knowledge and specialized
technical skill. Laymen cannot be ex-
pected to maintain the original
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vertical dimension of occlusion and the
centric relation essential in the proper
repairing or refitting of dentures. The
continued wearing of improperly re-
paired or refitted dentures may cause
acceleration of bone resorption, soft
tissue hyperplasia, and other irrep-
arable damage to the oral cavity. Such
articles designed for lay use should be
limited to emergency or temporary sit-
uations pending the services of a li-
censed dentist.

(b) The Food and Drug Administra-
tion therefore regards such articles as
unsafe and misbranded under the Fed-
eral Food, Drug, and Cosmetic Act, un-
less the labeling:

(1)(i) Limits directions for use for
denture repair kits to emergency re-
pairing pending unavoidable delay in
obtaining professional reconstruction
of the denture;

(ii) Limits directions for use for den-
ture reliners, pads, and cushions to
temporary refitting pending unavoid-
able delay in obtaining professional re-
construction of the denture;

(2) Contains in a conspicuous manner
the word “emergency” preceding and
modifying each indication-for-use
statement for denture repair kits and
the word “temporary” preceding and
modifying each indication-for-use
statement for reliners, pads, and cush-
ions; and

(3) Includes a conspicuous warning
statement to the effect:

(i) For denture repair Kits: “Warn-
ing—For emergency repairs only. Long
term use of home-repaired dentures
may cause faster bone loss, continuing
irritation, sores, and tumors. This kit
for emergency use only. See Dentist
Without Delay.”

(ii) For denture reliners, pads, and
cushions: “Warning—For temporary use
only. Longterm use of this product may
lead to faster bone loss, continuing ir-
ritation, sores, and tumors. For Use
Only Until a Dentist Can Be Seen.”

(c) Adequate directions for use re-
quire full information of the temporary
and emergency use recommended in
order for the layman to understand the
limitations of usefulness, the reasons
therefor, and the importance of adher-
ing to the warnings. Accordingly, the
labeling should contain substantially
the following information:
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(1) For denture repair kits: Special
training and tools are needed to repair
dentures to fit properly. Home-repaired
dentures may cause irritation to the
gums and discomfort and tiredness
while eating. Long term use may lead
to more troubles, even permanent
changes in bones, teeth, and gums,
which may make it impossible to wear
dentures in the future. For these rea-
sons, dentures repaired with this kit
should be used only in an emergency
until a dentist can be seen. Dentures
that don’t fit properly cause irritation
and injury to the gums and faster bone
loss, which is permanent. Dentures
that don’t fit properly cause gum
changes that may require surgery for
correction. Continuing irritation and
injury may lead to cancer iIin the
mouth. You must see your dentist as
soon as possible.

(2) For denture reliners, pads, and
cushions: Use of these preparations or
devices may temporarily decrease the
discomfort; however, their use will not
make the denture fit properly. Special
training and tools are needed to repair
a denture to fit properly. Dentures that
do not fit properly cause irritation and
injury to the gums and faster bone
loss, which is permanent and may re-
quire a completely new denture.
Changes in the gums caused by den-
tures that do not fit properly may re-
quire surgery for correction. Con-
tinuing irritation and injury may lead
to cancer in the mouth. You must see
your dentist as soon as possible.

(3) If the denture relining or repair-
ing material forms a permanent bond
with the denture, a warning statement
to the following effect should be in-
cluded: “This reliner becomes fixed to
the denture and a completely new den-
ture may be required because of its
use.”

(d) Labeling claims exaggerating the
usefulness or the safety of the material
or failing to disclose all facts relevant
to the claims of usefulness will be re-
garded as false and misleading under
sections 201(n) and 502(a) of the Federal
Food, Drug, and Cosmetic Act.

(e) Regulatory action may be initi-
ated with respect to any article found
within the jurisdiction of the act con-
trary to the provisions of this policy
statement after 90 days following the
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date of publication of this section in
the FEDERAL REGISTER.

§801.410 Use of impact-resistant
lenses in eyeglasses and sunglasses.

(a) Examination of data available on
the frequency of eye injuries resulting
from the shattering of ordinary crown
glass lenses indicates that the use of
such lenses constitutes an avoidable
hazard to the eye of the wearer.

(b) The consensus of the ophthalmic
community is that the number of eye
injuries would be substantially reduced
by the use in eyeglasses and sunglasses
of impact-resistant lenses.

(c)(1) To protect the public more ade-
quately from potential eye injury, eye-
glasses and sunglasses must be fitted
with impact-resistant lenses, except in
those cases where the physician or op-
tometrist finds that such lenses will
not fulfill the visual requirements of
the particular patient, directs in writ-
ing the use of other lenses, and gives
written notification thereof to the pa-
tient.

(2) The physician or optometrist
shall have the option of ordering glass
lenses, plastic lenses, or laminated
glass lenses made impact resistant by
any method; however, all such lenses
shall be capable of withstanding the
impact test described in paragraph
(d)(2) of this section.

(3) Each finished impact-resistant
glass lens for prescription use shall be
individually tested for impact resist-
ance and shall be capable of with-
standing the impact test described in
paragraph (d)(2) of this section. Raised
multifocal lenses shall be impact re-
sistant but need not be tested beyond
initial design testing. Prism segment
multifocal, slab-off prism, lenticular
cataract, iseikonic, depressed segment
one-piece multifocal, bioconcave,
myodisc and minus lenticular, custom
laminate and cemented assembly
lenses shall be impact resistant but
need not be subjected to impact test-
ing. To demonstrate that all other

types of impact-resistant lenses, in-
cluding impact-resistant laminated
glass lenses (i.e., lenses other than

those described in the three preceding
sentences of this paragraph (c)(3)), are
capable of withstanding the impact
test described in this regulation, the
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manufacturer of these lenses shall sub-
ject to an impact test a statistically
significant sampling of lenses from
each production batch, and the lenses
so tested shall be representative of the
finished forms as worn by the wearer,
including finished forms that are of
minimal lens thickness and have been
subjected to any treatment used to im-
part impact resistance. All non-
prescription lenses and plastic pre-
scription lenses tested on the basis of
statistical significance shall be tested
in uncut-finished or finished form.

(d)(1) For the purpose of this regula-
tion, the impact test described in para-
graph (d)(2) of this section shall be the
“referee test,” defined as “one which
will be utilized to determine compli-
ance with a regulation.” The referee
test provides the Food and Drug Ad-
ministration with the means of exam-
ining a medical device for performance
and does not inhibit the manufacturer
from using equal or superior test meth-
ods. A lens manufacturer shall conduct
tests of lenses using the impact test de-
scribed in paragraph (d)(2) of this sec-
tion or any equal or superior test.
Whatever test is used, the lenses shall
be capable of withstanding the impact
test described in paragraph (d)(2) of
this section if the Food and Drug Ad-
ministration examines them for per-
formance.

(2) In the impact test, a %-inch steel
ball weighing approximately 0.56 ounce
is dropped from a height of 50 inches
upon the horizontal upper surface of
the lens. The ball shall strike within a
Ys-inch diameter circle located at the
geometric center of the lens. The ball
may be guided but not restricted in its
fall by being dropped through a tube
extending to within approximately 4
inches of the lens. To pass the test, the
lens must not fracture; for the purpose
of this section, a lens will be consid-
ered to have fractured if it cracks
through its entire thickness, including
a laminar layer, if any, and across a
complete diameter into two or more
separate pieces, or if any lens material
visible to the naked eyes becomes de-
tached from the ocular surface. The
test shall be conducted with the lens
supported by a tube (1-inch inside di-
ameter, 1%-inch outside diameter, and
approximately 1-inch high) affixed to a
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rigid iron or steel base plate. The total
weight of the base plate and its rigidly
attached fixtures shall be not less than
27 pounds. For lenses of small min-
imum diameter, a support tube having
an outside diameter of less than 1%
inches may be used. The support tube
shall be made of rigid acrylic plastic,
steel, or other suitable substance and
shall have securely bonded on the top
edge a ¥s- by Ys-inch neoprene gasket
having a hardness of 40 15, as deter-
mined by ASTM Method D 1415-88,
“Standard Test Method for Rubber
Property—International Hardness” a
minimum tensile strength of 1,200
pounds, as determined by ASTM Meth-
od D 412-98A, ‘Standard Test Methods
for Vulcanized Rubber and Thermo-
plastic Elastomers—Tension, and a
minimum ultimate elongation of 400
percent, as determined by ASTM Meth-
od D 412-68 (Both methods are incor-
porated by reference and are available
from the American Society for Testing
Materials, 100 Barr Harbor Dr., West
Conshohocken, Philadelphia, PA 19428,
or available for inspection at the Cen-
ter for Devices and Radiological
Health’s Library, 9200 Corporate Blvd.,
Rockville, MD 20850, or at the Office of
the Federal Register, 800 North Capitol
St., N.W., suite 700, Washington, DC.
The diameter or contour of the lens
support may be modified as necessary
so that the ¥s- by Ys-inch neoprene gas-
ket supports the lens at its periphery.

(e) Copies of invoice(s), shipping doc-
ument(s), and records of sale or dis-
tribution of all impact resistant lenses,
including finished eyeglasses and sun-
glasses, shall be kept and maintained
for a period of 3 years; however, the
names and addresses of individuals pur-
chasing nonprescription eyeglasses and
sunglasses at the retail level need not
be kept and maintained by the retailer.
The records kept in compliance with
this paragraph shall be made available
upon request at all reasonable hours by
any officer or employee of the Food
and Drug Administration or by any
other officer or employee acting on be-
half of the Secretary of Health and
Human Services and such officer or em-
ployee shall be permitted to inspect
and copy such records, to make such
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inventories of stock as he deems nec-
essary, and otherwise to check the cor-
rectness of such inventories.

(f) In addition, those persons con-
ducting tests in accordance with para-
graph (d) of this section shall maintain
the results thereof and a description of
the test method and of the test appa-
ratus for a period of 3 years. These
records shall be made available upon
request at any reasonable hour by any
officer or employee acting on behalf of
the Secretary of Health and Human
Services. The persons conducting tests
shall permit the officer or employee to
inspect and copy the records, to make
such inventories of stock as the officer
or employee deems necessary, and oth-
erwise to check the correctness of the
inventories.

(g) For the purpose of this section,
the term “manufacturer” includes an
importer for resale. Such importer may
have the tests required by paragraph
(d) of this section conducted in the
country of origin but must make the
results thereof available, upon request,
to the Food and Drug Administration,
as soon as practicable.

(h) All lenses must be impact-resist-
ant except when the physician or op-
tometrist finds that impact-resistant
lenses will not fulfill the visual re-
quirements for a particular patient.

(i) This statement of policy does not
apply to contact lenses.

[41 FR 6896, Feb. 13, 1976, as amended at 44
FR 20678, Apr. 6, 1979; 47 FR 9397, Mar. 5, 1982;
65 FR 3586, Jan. 24, 2000; 65 FR 44436, July 18,
2000]

§801.415 Maximum acceptable level of
ozone.

(a) Ozone is a toxic gas with no
known useful medical application in
specific, adjunctive, or preventive ther-
apy. In order for ozone to be effective
as a germicide, it must be present in a
concentration far greater than that
which can be safely tolerated by man
and animals.

(b) Although undesirable physio-
logical effects on the central nervous
system, heart, and vision have been re-
ported, the predominant physiological
effect of ozone is primary irritation of
the mucous membranes. Inhalation of
ozone can cause sufficient irritation to
the lungs to result in pulmonary
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edema. The onset of pulmonary edema
is usually delayed for some hours after
exposure; thus, symptomatic response
is not a reliable warning of exposure to
toxic concentrations of ozone. Since ol-
factory fatigue develops readily, the
odor of ozone is not a reliable index of
atmospheric ozone concentration.

(c) A number of devices currently on
the market generate ozone by design or
as a byproduct. Since exposure to
ozone above a certain concentration
can be injurious to health, any such de-
vice will be considered adulterated and/
or misbranded within the meaning of
sections 501 and 502 of the act if it is
used or intended for use under the fol-
lowing conditions:

(1) In such a manner that it gen-
erates ozone at a level in excess of 0.05
part per million by volume of air circu-
lating through the device or causes an
accumulation of ozone in excess of 0.05
part per million by volume of air (when
measured under standard conditions at
25 °C (77 °F) and 760 millimeters of mer-
cury) in the atmosphere of enclosed
space intended to be occupied by people
for extended periods of time, e.g.,
houses, apartments, hospitals, and of-
fices. This applies to any such device,
whether portable or permanent or part
of any system, which generates ozone
by design or as an inadvertent or inci-
dental product.

(2) To generate ozone and release it
into the atmosphere in hospitals or
other establishments occupied by the
ill or infirm.

(3) To generate ozone and release it
into the atmosphere and does not indi-
cate in its labeling the maximum ac-
ceptable concentration of ozone which
may be generated (not to exceed 0.05
part per million by volume of air circu-
lating through the device) as estab-
lished herein and the smallest area in
which such device can be used so as not
to produce an ozone accumulation in
excess of 0.05 part per million.

(4) In any medical condition for
which there is no proof of safety and ef-
fectiveness.

(5) To generate ozone at a level less
than 0.05 part per million by volume of
air circulating through the device and
it is labeled for use as a germicide or
deodorizer.
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(d) This section does not affect the
present threshold limit value of 0.10
part per million (0.2 milligram per
cubic meter) of ozone exposure for an 8-
hour-day exposure of industrial work-
ers as recommended by the American
Conference of Governmental Industrial
Hygienists.

(e) The method and apparatus speci-
fied in 40 CFR part 50, or any other
equally sensitive and accurate method,
may be employed in measuring ozone
pursuant to this section.

§801.417 Chlorofluorocarbon
lants.

propel-

The use of chlorofluorocarbon in de-
vices as propellants in self-pressurized
containers is generally prohibited ex-
cept as provided in §2.125 of this chap-
ter.

[43 FR 11318, Mar. 17, 1978]

§801.420 Hearing aid devices; profes-
sional and patient labeling.

(a) Definitions for the purposes of this
section and §801.421. (1) Hearing aid
means any wearable instrument or de-
vice designed for, offered for the pur-
pose of, or represented as aiding per-
sons with or compensating for, im-
paired hearing.

(2) Ear specialist means any licensed
physician who specializes in diseases of
the ear and is medically trained to
identify the symptoms of deafness in
the context of the total health of the
patient, and is qualified by special
training to diagnose and treat hearing
loss. Such physicians are also known as
otolaryngologists, otologists, and
otorhinolaryngologists.

(3) Dispenser means any person, part-
nership, corporation, or association en-
gaged in the sale, lease, or rental of
hearing aids to any member of the con-
suming public or any employee, agent,
sales person, and/or representative of
such a person, partnership, corpora-
tion, or association.

(4) Audiologist means any person
qualified by training and experience to
specialize in the evaluation and reha-
bilitation of individuals whose commu-
nication disorders center in whole or in
part in the hearing function. In some
states audiologists must satisfy spe-
cific requirements for licensure.
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(5) Sale or purchase includes any lease
or rental of a hearing aid to a member
of the consuming public who is a user
or prospective user of a hearing aid.

(6) Used hearing aid means any hear-
ing aid that has been worn for any pe-
riod of time by a user. However, a hear-
ing aid shall not be considered “used”
merely because it has been worn by a
prospective user as a part of a bona fide
hearing aid evaluation conducted to de-
termine whether to select that par-
ticular hearing aid for that prospective
user, if such evaluation has been con-
ducted in the presence of the dispenser
or a hearing aid health professional se-
lected by the dispenser to assist the
buyer in making such a determination.

(b) Label requirements for hearing aids.
Hearing aids shall be clearly and per-
manently marked with:

(1) The name of the manufacturer or
distributor, the model name or num-
ber, the serial number, and the year of
manufacture.

(2) A “+” symbol to indicate the posi-
tive connection for battery insertion,
unless it is physically impossible to in-
sert the battery in the reversed posi-
tion.

(c) Labeling requirements for hearing
aids—(1) General. All labeling informa-
tion required by this paragraph shall
be included in a User Instructional
Brochure that shall be developed by
the manufacturer or distributor, shall
accompany the hearing aid, and shall
be provided to the prospective user by
the dispenser of the hearing aid in ac-
cordance with §801.421(c). The User In-
structional Brochure accompanying
each hearing aid shall contain the fol-
lowing information and instructions
for use, to the extent applicable to the
particular requirements and character-
istics of the hearing aid:

(i) An illustration(s) of the hearing
aid, indicating operating controls, user
adjustments, and battery compart-
ment.

(ii) Information on the function of all
controls intended for user adjustment.

(iii) A description of any accessory
that may accompany the hearing aid,
e.g., accessories for use with a tele-
vision or telephone.

(iv) Specific instructions for:

(a) Use of the hearing aid.
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(b) Maintenance and care of the hear-
ing aid, including the procedure to fol-
low in washing the earmold, when re-
placing tubing on those hearing aids
that use tubing, and in storing the
hearing aid when it will not be used for
an extended period of time.

(c¢) Replacing or recharging the bat-
teries, including a generic designation
of replacement batteries.

(v) Information on how and where to
obtain repair service, including at least
one specific address where the user can
go, or send the hearing aid to, to ob-
tain such repair service.

(vi) A description of commonly oc-
curring avoidable conditions that could
adversely affect or damage the hearing
aid, such as dropping, immersing, or
exposing the hearing aid to excessive
heat.

(vii) ldentification of any known side
effects associated with the use of a
hearing aid that may warrant con-
sultation with a physician, e.g., skin
irritation and accelerated accumula-
tion of cerumen (ear wax).

(viii) A statement that a hearing aid
will not restore normal hearing and
will not prevent or improve a hearing
impairment resulting from organic
conditions.

(ix) A statement that in most cases
infrequent use of a hearing aid does not
permit a user to attain full benefit
from it.

(X) A statement that the use of a
hearing aid is only part of hearing ha-
bilitation and may need to be supple-
mented by auditory training and in-
struction in lipreading.

(xi) The warning statement required
by paragraph (c)(2) of this section.

(xii) The notice for prospective hear-
ing aid users required by paragraph
(c)(3) of this section.

(xiii) The technical data required by
paragraph (c)(4) of this section, unless
such data is provided in separate label-
ing accompanying the device.

(2) Warning statement. The User In-
structional Brochure shall contain the
following warning statement:

WARNING TO HEARING AID DISPENSERS

A hearing aid dispenser should advise a
prospective hearing aid user to consult
promptly with a licensed physician (pref-
erably an ear specialist) before dispensing a
hearing aid if the hearing aid dispenser de-
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termines through inquiry, actual observa-
tion, or review of any other available infor-
mation concerning the prospective user, that
the prospective user has any of the following
conditions:

(i) Visible congenital or traumatic deform-
ity of the ear.

(ii) History of active drainage from the ear
within the previous 90 days.

(iii) History of sudden or rapidly progres-
sive hearing loss within the previous 90 days.

(iv) Acute or chronic dizziness.

(v) Unilateral hearing loss of sudden or re-
cent onset within the previous 90 days.

(vi) Audiometric air-bone gap equal to or
greater than 15 decibels at 500 hertz (Hz),
1,000 Hz, and 2,000 Hz.

(vii) Visible evidence of significant ceru-
men accumulation or a foreign body in the
ear canal.

(viii) Pain or discomfort in the ear.

Special care should be exercised in select-
ing and fitting a hearing aid whose max-
imum sound pressure level exceeds 132 deci-
bels because there may be risk of impairing
the remaining hearing of the hearing aid
user. (This provision is required only for
those hearing aids with a maximum sound
pressure capability greater than 132 decibels

(dB).)

(3) Notice for prospective hearing aid
users. The User Instructional Brochure
shall contain the following notice:

IMPORTANT NOTICE FOR PROSPECTIVE HEARING
AID USERS

Good health practice requires that a per-
son with a hearing loss have a medical eval-
uation by a licensed physician (preferably a
physician who specializes in diseases of the
ear) before purchasing a hearing aid. Li-
censed physicians who specialize in diseases
of the ear are often referred to as
otolaryngologists, otologists or
otorhinolaryngologists. The purpose of med-
ical evaluation is to assure that all medi-
cally treatable conditions that may affect
hearing are identified and treated before the
hearing aid is purchased.

Following the medical evaluation, the phy-
sician will give you a written statement that
states that your hearing loss has been medi-
cally evaluated and that you may be consid-
ered a candidate for a hearing aid. The physi-
cian will refer you to an audiologist or a
hearing aid dispenser, as appropriate, for a
hearing aid evaluation.

The audiologist or hearing aid dispenser
will conduct a hearing aid evaluation to as-
sess your ability to hear with and without a
hearing aid. The hearing aid evaluation will
enable the audiologist or dispenser to select
and fit a hearing aid to your individual
needs.

If you have reservations about your ability
to adapt to amplification, you should inquire
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about the availability of a trial-rental or
purchase-option program. Many hearing aid
dispensers now offer programs that permit
you to wear a hearing aid for a period of
time for a nominal fee after which you may
decide if you want to purchase the hearing
aid.

Federal law restricts the sale of hearing
aids to those individuals who have obtained
a medical evaluation from a licensed physi-
cian. Federal law permits a fully informed
adult to sign a waiver statement declining
the medical evaluation for religious or per-
sonal beliefs that preclude consultation with
a physician. The exercise of such a waiver is
not in your best health interest and its use
is strongly discouraged.

CHILDREN WITH HEARING LOSS

In addition to seeing a physician for a med-
ical evaluation, a child with a hearing loss
should be directed to an audiologist for eval-
uation and rehabilitation since hearing loss
may cause problems in language develop-
ment and the educational and social growth
of a child. An audiologist is qualified by
training and experience to assist in the eval-
uation and rehabilitation of a child with a
hearing loss.

(4) Technical data. Technical data
useful in selecting, fitting, and check-
ing the performance of a hearing aid
shall be provided in the User Instruc-
tional Brochure or in separate labeling
that accompanies the device. The de-
termination of technical data values
for the hearing aid labeling shall be
conducted in accordance with the test
procedures of the American National
Standard “Specification of Hearing Aid
Characteristics,” ANSI S3.22-1996 (ASA
70-1996) (Revision of ANSI S3.22-1987),
which is incorporated by reference in
accordance with 5 U.S.C. 552(a) and 1
CFR part 51. Copies are available from
the Standards Secretariat of the
Acoustical Society of America, 120
Wall St., New York, NY 10005-3993, or
are available for inspection at the Reg-
ulations Staff, CDRH (HFZ-215), FDA,
1350 Piccard Dr., rm. 240, Rockville, MD
20850, and at the Office of the Federal
Register, 800 North Capitol St. NW.,
Suite 700, Washington, DC. As a min-
imum, the User Instructional Brochure
or such other labeling shall include the
appropriate values or information for
the following technical data elements
as these elements are defined or used in
such standard:

(i) Saturation output curve (SSPL 90
curve).
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(ii) Frequency response curve.

(iii) Average saturation output (HF-
Average SSPL 90).

(iv) Average full-on gain (HF-Average
full-on gain).

(v) Reference test gain.

(vi) Frequency range.

(vii) Total harmonic distortion.

(viii) Equivalent input noise.

(ix) Battery current drain.

(x) Induction coil sensitivity (tele-
phone coil aids only).

(xi) Input-output curve (ACG aids
only).

(xii) Attack and release times (ACG
aids only).

(5) Statement if hearing aid is used or
rebuilt. If a hearing aid has been used or
rebuilt, this fact shall be declared on
the container in which the hearing aid
is packaged and on a tag that is phys-
ically attached to such hearing aid.
Such fact may also be stated in the
User Instructional Brochure.

(6) Statements in User Instructional
Brochure other than those required. A
User Instructional Brochure may con-
tain statements or illustrations in ad-
dition to those required by paragraph
(c) of this section if the additional
statements:

(i) Are not false or misleading in any
particular, e.g., diminishing the impact
of the required statements; and

(ii) Are not prohibited by this chap-
ter or by regulations of the Federal
Trade Commission.

(d) Submission of all labeling for each
type of hearing aid. Any manufacturer
of a hearing aid described in paragraph
(a) of this section shall submit to the
Food and Drug Administration, Bureau

of Medical Devices and Diagnostic
Products, Division of Compliance,
HFK-116, 8757 Georgia Ave., Silver

Spring, MD 20910, a copy of the User In-
structional Brochure described in para-
graph (c) of this section and all other
labeling for each type of hearing aid on
or before August 15, 1977.

[42 FR 9294, Feb. 15, 1977, as amended at 47
FR 9398, Mar. 5, 1982; 50 FR 30154, July 24,
1985; 54 FR 52396, Dec. 21, 1989; 64 FR 59620,
Nov. 3, 1999]



§801.421

§801.421 Hearing aid devices; condi-
tions for sale.

(a) Medical evaluation requirements—
(1) General. Except as provided in para-
graph (a)(2) of this section, a hearing
aid dispenser shall not sell a hearing
aid unless the prospective user has pre-
sented to the hearing aid dispenser a
written statement signed by a licensed
physician that states that the patient’s
hearing loss has been medically evalu-
ated and the patient may be considered
a candidate for a hearing aid. The med-
ical evaluation must have taken place
within the preceding 6 months.

(2) Waiver to the medical evaluation re-
quirements. If the prospective hearing
aid user is 18 years of age or older, the
hearing aid dispenser may afford the
prospective user an opportunity to
waive the medical evaluation require-
ment of paragraph (a)(1) of this section
provided that the hearing aid dis-
penser:

(i) Informs the prospective user that
the exercise of the waiver is not in the
user’s best health interest;

(ii) Does not in any way actively en-
courage the prospective user to waive
such a medical evaluation; and

(iii) Affords the prospective user the
opportunity to sign the following
statement:

I have been advised by

(Hearing aid dispenser’s name) that the Food

and Drug Administration has determined
that my best health interest would be served
if I had a medical evaluation by a licensed
physician (preferably a physician who spe-
cializes in diseases of the ear) before pur-
chasing a hearing aid. | do not wish a med-
ical evaluation before purchasing a hearing
aid.

(b) Opportunity to review User Instruc-
tional Brochure. Before signing any
statement under paragraph (a)(2)(iii) of
this section and before the sale of a
hearing aid to a prospective user, the
hearing aid dispenser shall:

(1) Provide the prospective user a
copy of the User Instructional Bro-
chure for a hearing aid that has been,
or may be selected for the prospective
user;

(2) Review the content of the User In-
structional Brochure with the prospec-
tive user orally, or in the predominate
method of communication used during
the sale;
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(3) Afford the prospective user an op-
portunity to read the User Instruc-
tional Brochure.

(c) Availability of User Instructional
Brochure. (1) Upon request by an indi-
vidual who is considering purchase of a
hearing aid, a dispenser shall, with re-
spect to any hearing aid that he dis-
penses, provide a copy of the User In-
structional Brochure for the hearing
aid or the name and address of the
manufacturer or distributor from
whom a User Instructional Brochure
for the hearing aid may be obtained.

(2) In addition to assuring that a User
Instructional Brochure accompanies
each hearing aid, a manufacturer or
distributor shall with respect to any
hearing aid that he manufactures or
distributes:

(i) Provide sufficient copies of the
User Instructional Brochure to sellers
for distribution to users and prospec-
tive users;

(if) Provide a copy of the User In-
structional Brochure to any hearing
aid professional, user, or prospective
user who requests a copy in writing.

(d) Recordkeeping. The dispenser shall
retain for 3 years after the dispensing
of a hearing aid a copy of any written
statement from a physician required
under paragraph (a)(1) of this section
or any written statement waiving med-
ical evaluation required under para-
graph (a)(2)(iii) of this section.

(e) Exemption for group auditory train-
ers. Group auditory trainers, defined as
a group amplification system pur-
chased by a qualified school or institu-
tion for the purpose of communicating
with and educating individuals with
hearing impairments, are exempt from
the requirements of this section.

[42 FR 9296, Feb. 15, 1977]

§801.430 User labeling for menstrual
tampons.

(a) This section applies to scented or
scented deodorized menstrual tampons
as identified in §884.5460 and unscented
menstrual tampons as identified in
§884.5470 of this chapter.

(b) Data show that toxic shock syn-
drome (TSS), a rare but serious and
sometimes fatal disease, is associated
with the use of menstrual tampons. To
protect the public and to minimize the
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serious adverse effects of TSS, men-
strual tampons shall be labeled as set
forth in paragraphs (c), (d), and (e) of
this section and tested for absorbency
as set forth in paragraph (f) of this sec-
tion.

(c) If the information specified in
paragraph (d) of this section is to be in-
cluded as a package insert, the fol-
lowing alert statement shall appear
prominently and legibly on the pack-
age label:

ATTENTION: Tampons are associated with
Toxic Shock Syndrome (TSS). TSS is a rare
but serious disease that may cause death.
Read and save the enclosed information.

(d) The labeling of menstrual tam-
pons shall contain the following con-
sumer information prominently and
legibly, in such terms as to render the
information likely to be read and un-
derstood by the ordinary individual
under customary conditions of pur-
chase and use:

(1)(i) Warning signs of TSS, e.g., sud-
den fever (usually 102° or more) and
vomiting, diarrhea, fainting or near
fainting when standing up, dizziness, or
a rash that looks like a sunburn;

(if) What to do if these or other signs
of TSS appear, including the need to
remove the tampon at once and seek
medical attention immediately;

(2) The risk of TSS to all women
using tampons during their menstrual
period, especially the reported higher
risks to women under 30 years of age
and teenage girls, the estimated inci-
dence of TSS of 1 to 17 per 100,000 men-
struating women and girls per year,
and the risk of death from contracting
TSS;

(3) The advisability of using tampons
with the minimum absorbency needed
to control menstrual flow in order to
reduce the risk of contracting TSS;

(4) Avoiding the risk of getting tam-
pon-associated TSS by not using tam-
pons, and reducing the risk of getting
TSS by alternating tampon use with
sanitary napkin use during menstrual
periods; and

(5) The need to seek medical atten-
tion before again using tampons if TSS
warning signs have occurred in the
past, or if women have any questions
about TSS or tampon use.

(e) The statements required by para-
graph (e) of this section shall be promi-
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nently and legibly placed on the pack-
age label of menstrual tampons in con-
formance with section 502(c) of the
Federal Food, Drug, and Cosmetic Act
(the act) (unless the menstrual tam-
pons are exempt under paragraph (g) of
this section).

(1) Menstrual tampon package labels
shall bear one of the following absorb-
ency terms representing the absorb-
ency of the production run, lot, or
batch as measured by the test de-
scribed in paragraph (f)(2) of this sec-
tion;

Ranges of absorbency in Corresponding term of ab-
rams’

sorbency

6 and under Junior absorbency.

6t09 .. Regular absorbency.
9to 12 . Super absorbency.
12t0 15 Super plus absorbency.
15t0 18 ... Ultra absorbency.
Above 18 No term.

1These ranges are defined, respectively, as follows: Less
than or equal to 6 grams (g); greater than 6 g up to and in-
cluding 9 g; greater than 9 g up to and including 12 g; greater
than 12 g up to and including 15 g; greater than 15 g up to
and including 18 g; and greater than 18 g.

(2) The package label shall include an
explanation of the ranges of absorb-
ency and a description of how con-
sumers can use a range of absorbency,
and its corresponding absorbency term,
to make comparisons of absorbency of
tampons to allow selection of the tam-
pons with the minimum absorbency
needed to control menstrual flow in
order to reduce the risk of contracting
TSS.

(f) A manufacturer shall measure the
absorbency of individual tampons using
the test method specified in paragraph
()(2) of this section and calculate the
mean absorbency of a production run,
lot, or batch by rounding to the nearest
0.1 gram.

(1) A manufacturer shall design and
implement a sampling plan that in-
cludes collection of probability sam-
ples of adequate size to yield consistent
tolerance intervals such that the prob-
ability is 90 percent that at least 90
percent of the absorbencies of indi-
vidual tampons within a brand and
type are within the range of absorb-
ency stated on the package label.

(2) In the absorbency test, an
unlubricated condom, with tensile
strength between 17 Mega Pascals
(MPa) and 30 MPa, as measured accord-
ing to the procedure in the American
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Society for Testing and Materials
(ASTM) D 3492-97, “Standard Specifica-
tion for Rubber Contraceptives (Male
Condoms)”! for determining tensile
strength, which is incorporated by ref-
erence in accordance with 5 U.S.C.
552(a), is attached to the large end of a
glass chamber (or a chamber made
from hard transparent plastic) with a
rubber band (see figure 1) and pushed
through the small end of the chamber
using a smooth, finished rod. The
condom is pulled through until all
slack is removed. The tip of the
condom is cut off and the remaining
end of the condom is stretched over the
end of the tube and secured with a rub-
ber band. A preweighed (to the nearest
0.01 gram) tampon is placed within the
condom membrane so that the center
of gravity of the tampon is at the cen-

1Copies of the standard are available from
the American Society for Testing and Mate-
rials, 100 Barr Harbor Dr., West
Conshohocken, PA 19428, or available for in-
spection at the Center for Devices and Radio-
logical Health’s Library, 9200 Corporate
Blvd., Rockville, MD 20850, or at the Office of
the Federal Register, 800 North Capitol St.,
NW., suite 700, Washington, DC.
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ter of the chamber. An infusion needle
(14 gauge) is inserted through the sep-
tum created by the condom tip until it
contacts the end of the tampon. The
outer chamber is filled with water
pumped from a temperature-controlled
waterbath to maintain the average
temperature at 27+1 °C. The water re-
turns to the waterbath as shown in fig-
ure 2. Syngyna fluid (10 grams sodium
chloride, 0.5 gram Certified Reagent
Acid Fushsin, 1,000 milliliters distilled
water) is then pumped through the in-
fusion needle at a rate of 50 milliliters
per hour. The test shall be terminated
when the tampon is saturated and the
first drop of fluid exits the apparatus.
(The test result shall be discarded if
fluid is detected in the folds of the
condom before the tampon is satu-
rated). The water is then drained and
the tampon is removed and imme-
diately weighed to the nearest 0.01
gram. The absorbency of the tampon is
determined by subtracting its dry
weight from this value. The condom
shall be replaced after 10 tests or at the
end of the day during which the
condom is used in testing, whichever
occurs first.
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FIGURE 2—SYNGYNA TEST SET-UP

(3) The Food and Drug Administra- test method specified in this section if
tion may permit the use of an absorb- each of the following conditions is met:
ency test method different from the (i) The manufacturer presents evi-

dence, in the form of a citizen petition
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submitted in accordance with the re-
quirements of §10.30 of this chapter,
demonstrating that the alternative
test method will yield results that are
equivalent to the results yielded by the
test method specified in this section;
and

(ii) FDA approves the method and
has published notice of its approval of
the alternative test method in the FED-
ERAL REGISTER.

(g) Any menstrual tampon intended
to be dispensed by a vending machine
is exempt from the requirements of
this section.

(h) Any menstrual tampon that is not
labeled as required by paragraphs (c),
(d), and (e) of this section and that is
initially introduced or initially deliv-
ered for introduction into commerce
after March 1, 1990, is misbranded
under sections 201(n), 502 (a) and (f) of
the act.

(Information collection requirements con-
tained in paragraphs (e) and (f) were ap-
proved by the Office of Management and
Budget under control number 0910-0257)

[47 FR 26989, June 22, 1982, as amended at 54
FR 43771, Oct. 26, 1989; 55 FR 17600, Apr. 26,
1990; 65 FR 3586, Jan. 24, 2000; 65 FR 44436,
July 18, 2000; 65 FR 62284, Oct. 18, 2000]

§801.433 Warning statements for pre-
scription and restricted device
products containing or manufac-
tured with chlorofluorocarbons or
other ozone-depleting substances.

(a)(1) All prescription and restricted
device products containing or manufac-
tured with chlorofluorocarbons, halons,
carbon tetrachloride, methyl chloride,
or any other class | substance des-
ignated by the Environmental Protec-
tion Agency (EPA) shall, except as pro-
vided in paragraph (b) of this section,
bear the following warning statement:

WARNING: Contains [or Manufactured with,
if applicable] [insert name of substance], a sub-
stance which harms public health and envi-
ronment by destroying ozone in the upper at-
mosphere.

(2) The warning statement shall be
clearly legible and conspicuous on the
product, its immediate container, its
outer packaging, or other labeling in
accordance with the requirements of 40
CFR part 82 and appear with such
prominence and conspicuousness as to
render it likely to be read and under-
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stood by consumers under normal con-
ditions of purchase.

(b)(1) For prescription and restricted
device products, the following alter-
native warning statement may be used:

NOTE: The indented statement below is re-
quired by the Federal government’s Clean
Air Act for all products containing or manu-
factured with chlorofluorocarbons (CFC’s)
[or name of other class | substance, if appli-
cable]:

This product contains [or is manufactured
with, if applicable] [insert name of substance],
a substance which harms the environment by
destroying ozone in the upper atmosphere.

Your physician has determined that this
product is likely to help your personal
health. USE THIS PRODUCT AS DIRECTED,
UNLESS INSTRUCTED TO DO OTHERWISE
BY YOUR PHYSICIAN. If you have any ques-
tions about alternatives, consult with your
physician.

(2) The warning statement shall be
clearly legible and conspicuous on the
product, its immediate container, its
outer packaging, or other labeling in
accordance with the requirements of 40
CFR part 82 and appear with such
prominence and conspicuousness as to
render it likely to be read and under-
stood by consumers under normal con-
ditions of purchase.

(3) If the warning statement in para-
graph (b)(1) of this section is used, the
following warning statement must be
placed on the package labeling in-
tended to be read by the physician
(physician package insert) after the
“How supplied” section, which describes
special handling and storage conditions
on the physician labeling:

NOTE: The indented statement below is re-
quired by the Federal government’s Clean
Air Act for all products containing or manu-
factured with chlorofluorocarbons (CFC’s)
[or name of other class | substance, if appli-
cable]:

WARNING: Contains [or Manufactured with,
if applicable] [insert name of substance], a sub-
stance which harms public health and envi-
ronment by destroying ozone in the upper at-
mosphere.

A notice similar to the above WARNING
has been placed in the information for the
patient [or patient information leaflet, if ap-
plicable] of this product under Environ-
mental Protection Agency (EPA) regula-
tions. The patient’s warning states that the
patient should consult his or her physician if
there are questions about alternatives.
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(c) This section does not replace or
relieve a person from any requirements
imposed under 40 CFR part 82.

[61 FR 20101, May 3, 1996]
§801.435 User

condoms.

(a) This section applies to the subset
of condoms as identified in §884.5300 of
this chapter, and condoms with
spermicidal lubricant as identified in
§884.5310 of this chapter, which prod-
ucts are formed from latex films.

(b) Data show that the material in-
tegrity of latex condoms degrade over
time. To protect the public health and
minimize the risk of device failure,
latex condoms must bear an expiration
date which is supported by testing as
described in paragraphs (d) and (h) of
this section.

(c) The expiration date, as dem-
onstrated by testing procedures re-
quired by paragraphs (d) and (h) of this
section, must be displayed prominently
and legibly on the primary packaging
(i.e., individual package), and higher
levels of packaging (e.g., boxes of
condoms), in order to ensure visibility
of the expiration date by consumers.

(d) Except as provided under para-
graph (f) of this section, the expiration
date must be supported by data dem-
onstrating physical and mechanical in-
tegrity of the product after three dis-
crete and representative lots of the
product have been subjected to each of
the following conditions:

(1) Storage of unpackaged bulk prod-
uct for the maximum amount of time
the manufacturer allows the product to
remain unpackaged, followed by stor-
age of the packaged product at 70 °C
(plus or minus 2 °C) for 7 days;

(2) Storage of unpackaged bulk prod-
uct for the maximum amount of time
the manufacturer allows the product to
remain unpackaged, followed by stor-
age of the packaged product at a se-
lected temperature between 40 and 50
°C (plus or minus 2 °C) for 90 days; and

(3) Storage of unpackaged bulk prod-
uct for the maximum amount of time
the manufacturer allows the product to
remain unpackaged, followed by stor-
age of the packaged product at a mon-
itored or controlled temperature be-
tween 15 and 30 °C for the lifetime of
the product (real time storage).

labeling for latex

36

21 CFR Ch. | (4-1-04 Edition)

(e) If a product fails the physical and
mechanical integrity tests commonly
used by industry after the completion
of the accelerated storage tests de-
scribed in paragraphs (d)(1) and (d)(2) of
this section, the product expiration
date must be demonstrated by real
time storage conditions described in
paragraph (d)(3) of this section. If all of
the products tested after storage at
temperatures as described in para-
graphs (d)(1) and (d)(2) of this section
pass the manufacturer’s physical and
mechanical integrity tests, the manu-
facturer may label the product with an
expiration date of up to 5 years from
the date of product packaging. If the
extrapolated expiration date under
paragraphs (d)(1) and (d)(2) of this sec-
tion is used, the labeled expiration date
must be confirmed by physical and me-
chanical integrity tests performed at
the end of the stated expiration period
as described in paragraph (d)(3) of this
section. If the data from tests fol-
lowing real time storage described in
paragraph (d)(3) of this section fails to
confirm the extrapolated expiration
date, the manufacturer must, at that
time, relabel the product to reflect the
actual shelf life.

(f) Products that already have estab-
lished shelf life data based upon real
time storage and testing and have such
storage and testing data available for
inspection are not required to confirm
such data using accelerated and inter-
mediate aging data described in para-
graphs (d)(1) and (d)(2) of this section.
If, however, such real time expiration
dates were based upon testing of prod-
ucts that were not first left
unpackaged for the maximum amount
of time as described in paragraph (d)(3)
of this section, the real time testing
must be confirmed by testing products
consistent with the requirements of
paragraph (d)(3) of this section. This
testing shall be initiated no later than
the effective date of this regulation.
Until the confirmation testing in ac-
cordance with paragraph (d)(3) of this
section is completed, the product may
remain on the market labeled with the
expiration date based upon previous
real time testing.

(g) If a manufacturer uses testing
data from one product to support expi-
ration dating on any variation of that
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product, the manufacturer must docu-
ment and provide, upon request, an ap-
propriate justification for the applica-
tion of the testing data to the vari-
ation of the tested product.

(h) If a latex condom contains a
spermicide, and the expiration date
based on spermicidal stability testing
is different from the expiration date
based upon latex integrity testing, the
product shall bear only the earlier ex-
piration date.

(i) The time period upon which the
expiration date is based shall start
with the date of packaging.

() As provided in part 820 of this
chapter, all testing data must be re-
tained in each company’s files, and
shall be made available upon request
for inspection by the Food and Drug
Administration.

(k) Any latex condom not labeled
with an expiration date as required by
paragraph (c) of this section, and ini-
tially delivered for introduction into
interstate commerce after the effective
date of this regulation is misbranded
under sections 201(n) and 502(a) and (f)
of Federal Food, Drug, and Cosmetic
Act (21 U.S.C. 321(n) and 352(a) and (f)).

[62 FR 50501, Sept. 26, 1997]

§801.437 User labeling for devices that
contain natural rubber.

(a) Data in the Medical Device Re-
porting System and the scientific lit-
erature indicate that some individuals
are at risk of severe anaphylactic reac-
tions to natural latex proteins. This la-
beling regulation is intended to mini-
mize the risk to individuals sensitive
to natural latex proteins and protect
the public health.

(b) This section applies to all devices
composed of or containing, or having
packaging or components that are
composed of, or contain, natural rubber
that contacts humans. The term “nat-
ural rubber” includes natural rubber
latex, dry natural rubber, and syn-
thetic latex or synthetic rubber that
contains natural rubber in its formula-
tion.

(1) The term “natural rubber latex”
means rubber that is produced by the
natural rubber latex process that in-
volves the use of natural latex in a con-
centrated colloidal suspension. Prod-
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ucts are formed from natural rubber
latex by dipping, extruding, or coating.

(2) The term “dry natural rubber”
means rubber that is produced by the
dry natural rubber process that in-
volves the use of coagulated natural
latex in the form of dried or milled
sheets. Products are formed from dry
natural rubber by compression mold-
ing, extrusion, or by converting the
sheets into a solution for dipping.

(3) The term “contacts humans”
means that the natural rubber con-
tained in a device is intended to con-
tact or is likely to contact the user or
patient. This includes contact when
the device that contains natural rubber
is connected to the patient by a liquid
path or an enclosed gas path; or the de-
vice containing the natural rubber is
fully or partially coated with a powder,
and such powder may carry natural
rubber proteins that may contaminate
the environment of the user or patient.

(c) Devices containing natural rubber
shall be labeled as set forth in para-
graphs (d) through (h) of this section.
Each required labeling statement shall
be prominently and legibly displayed
in conformance with section 502(c) of
the Federal Food, Drug, and Cosmetic
Act (the act) (21 U.S.C. 352(c)).

(d) Devices containing natural rubber
latex that contacts humans, as de-
scribed in paragraph (b) of this section,
shall bear the following statement in
bold print on the device labeling:

“Caution: This Product Contains Nat-
ural Rubber Latex Which May Cause
Allergic Reactions.”

This statement shall appear on all de-
vice labels, and other labeling, and
shall appear on the principal display
panel of the device packaging, the out-
side package, container or wrapper,
and the immediate device package,
container, or wrapper.

(e) Devices containing dry natural
rubber that contacts humans, as de-
scribed in paragraph (b) of this section,
that are not already subject to para-
graph (d) of this section, shall bear the
following statement in bold print on
the device labeling:

“This Product Contains Dry Natural
Rubber.”

This statement shall appear on all de-
vice labels, and other labeling, and
shall appear on the principal display
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panel of the device packaging, the out-
side package, container or wrapper,
and the immediate device package,
container, or wrapper.

(f) Devices that have packaging con-
taining natural rubber latex that con-
tacts humans, as described in para-
graph (b) of this section, shall bear the
following statement in bold print on
the device labeling:

“Caution: The Packaging of This
Product Contains Natural Rubber
Latex Which May Cause Allergic Reac-
tions.”

This statement shall appear on the
packaging that contains the natural
rubber, and the outside package, con-
tainer, or wrapper.

(g) Devices that have packaging con-
taining dry natural rubber that con-
tacts humans, as described in para-
graph (b) of this section, shall bear the
following statement in bold print on
the device labeling:

“The Packaging of This Product Con-
tains Dry Natural Rubber.”

This statement shall appear on the
packaging that contains the natural
rubber, and the outside package, con-
tainer, or wrapper.-

(h) Devices that contain natural rub-
ber that contacts humans, as described
in paragraph (b) of this section, shall
not contain the term “hypoallergenic”
on their labeling.

(i) Any affected person may request
an exemption or variance from the re-
quirements of this section by submit-
ting a citizen petition in accordance
with §10.30 of this chapter.

(J) Any device subject to this section
that is not labeled in accordance with
paragraphs (d) through (h) of this sec-
tion and that is initially introduced or
initially delivered for introduction into
interstate commerce after the effective
date of this regulation is misbranded
under sections 201(n) and 502(a), (c), and
(f) of the act (21 U.S.C. 321(n) and
352(a), (c), and (f)).

NOTE TO §801.437: Paragraphs (f) and (g) are
stayed until June 27, 1999, as those regula-
tions relate to device packaging that uses
“cold seal” adhesives.

[62 FR 51029, Sept. 30, 1997, as amended at 63
FR 46175, Aug. 31, 1998]

21 CFR Ch. | (4-1-04 Edition)

PART 803—MEDICAL DEVICE
REPORTING

Subpart A—General Provisions

Sec.

803.1 Scope.

803.3 Definitions.

803.9 Public availability of reports.

803.10 General description of reports re-
quired from user facilities, importers,
and manufacturers.

803.11 Obtaining the forms.

803.12 Where to submit reports.

803.13 English reporting requirement.

803.14 Electronic reporting.

803.15 Requests for additional information.

803.16 Disclaimers.

803.17 Written MDR procedures.

803.18 Files and distributor records.

803.19 Exemptions, variances, and alter-
native reporting requirements.

Subpart B—Generally Applicable Require-
ments for Individual Adverse Event Re-
ports

803.20 How to report.
803.21 Reporting codes.
803.22 When not to file.

Subpart C—User Facility Reporting
Requirements

803.30 Individual adverse event reports; user
facilities.

803.32 Individual adverse event report data
elements.

803.33 Annual reports.

Subpart D— Importer Reporting
Requirement

803.40 Individual adverse event reporting re-
quirements; importers.

803.42 Individual adverse event report data
elements.

Subpart E—Manufacturer Reporting
Requirements

803.50 Individual adverse event reports;
manufacturers.

803.52 Individual adverse event report data
elements.

803.53 Five-day reports.

803.55 Baseline reports.

803.56 Supplemental reports.
803.58 Foreign manufacturers.

AUTHORITY: 21 U.S.C. 352, 360, 360i, 360j, 371,
374.

SOURCE: 60 FR 63597, Dec. 11, 1995, unless
otherwise noted.
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